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Environmental Protection Agency Pt. 60, App. A–6 

[36 FR 24877, Dec. 23, 1971] 

EDITORIAL NOTE: For FEDERAL REGISTER citations affecting appendix A–5 to part 60, see the 
List of CFR Sections Affected, which appears in the Finding Aids section of the printed vol-
ume and at www.fdsys.gov. 

APPENDIX A–6 TO PART 60—TEST 
METHODS 16 THROUGH 18 

Method 16—Semicontinuous determination 
of sulfur emissions from stationary sources 

Method 16A—Determination of total reduced 
sulfur emissions from stationary sources 
(impinger technique) 

Method 16B—Determination of total reduced 
sulfur emissions from stationary sources 
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Method 17—Determination of particulate 
emissions from stationary sources (in- 
stack filtration method) 

Method 18—Measurement of gaseous organic 
compound emissions by gas chroma-
tography 
The test methods in this appendix are re-

ferred to in § 60.8 (Performance Tests) and 
§ 60.11 (Compliance With Standards and 
Maintenance Requirements) of 40 CFR part 
60, subpart A (General Provisions). Specific 
uses of these test methods are described in 
the standards of performance contained in 
the subparts, beginning with Subpart D. 

Within each standard of performance, a 
section title ‘‘Test Methods and Procedures’’ 
is provided to: (1) Identify the test methods 
to be used as reference methods to the facil-
ity subject to the respective standard and (2) 
identify any special instructions or condi-
tions to be followed when applying a method 
to the respective facility. Such instructions 
(for example, establish sampling rates, vol-
umes, or temperatures) are to be used either 
in addition to, or as a substitute for proce-
dures in a test method. Similarly, for 
sources subject to emission monitoring re-
quirements, specific instructions pertaining 
to any use of a test method as a reference 
method are provided in the subpart or in Ap-
pendix B. 

Inclusion of methods in this appendix is 
not intended as an endorsement or denial of 
their applicability to sources that are not 
subject to standards of performance. The 
methods are potentially applicable to other 
sources; however, applicability should be 
confirmed by careful and appropriate evalua-
tion of the conditions prevalent at such 
sources. 

The approach followed in the formulation 
of the test methods involves specifications 
for equipment, procedures, and performance. 
In concept, a performance specification ap-
proach would be preferable in all methods 
because this allows the greatest flexibility 
to the user. In practice, however, this ap-
proach is impractical in most cases because 
performance specifications cannot be estab-
lished. Most of the methods described herein, 
therefore, involve specific equipment speci-
fications and procedures, and only a few 
methods in this appendix rely on perform-
ance criteria. 

Minor changes in the test methods should 
not necessarily affect the validity of the re-
sults and it is recognized that alternative 
and equivalent methods exist. Section 60.8 
provides authority for the Administrator to 
specify or approve (1) equivalent methods, (2) 
alternative methods, and (3) minor changes 
in the methodology of the test methods. It 

should be clearly understood that unless oth-
erwise identified all such methods and 
changes must have prior approval of the Ad-
ministrator. An owner employing such meth-
ods or deviations from the test methods 
without obtaining prior approval does so at 
the risk of subsequent disapproval and re-
testing with approved methods. 

Within the test methods, certain specific 
equipment or procedures are recognized as 
being acceptable or potentially acceptable 
and are specifically identified in the meth-
ods. The items identified as acceptable op-
tions may be used without approval but 
must be identified in the test report. The po-
tentially approvable options are cited as 
‘‘subject to the approval of the Adminis-
trator’’ or as ‘‘or equivalent.’’ Such poten-
tially approvable techniques or alternatives 
may be used at the discretion of the owner 
without prior approval. However, detailed 
descriptions for applying these potentially 
approvable techniques or alternatives are 
not provided in the test methods. Also, the 
potentially approvable options are not nec-
essarily acceptable in all applications. 
Therefore, an owner electing to use such po-
tentially approvable techniques or alter-
natives is responsible for: (1) assuring that 
the techniques or alternatives are in fact ap-
plicable and are properly executed; (2) in-
cluding a written description of the alter-
native method in the test report (the written 
method must be clear and must be capable of 
being performed without additional instruc-
tion, and the degree of detail should be simi-
lar to the detail contained in the test meth-
ods); and (3) providing any rationale or sup-
porting data necessary to show the validity 
of the alternative in the particular applica-
tion. Failure to meet these requirements can 
result in the Administrator’s disapproval of 
the alternative. 

METHOD 16—SEMICONTINUOUS DETERMINATION 
OF SULFUR EMISSIONS FROM STATIONARY 
SOURCES 

NOTE: This method does not include all of 
the specifications (e.g., equipment and sup-
plies) and procedures (e.g., sampling and ana-
lytical) essential to its performance. Some 
material is incorporated by reference from 
other methods in this part. Therefore, to ob-
tain reliable results, persons using this 
method should have a thorough knowledge of 
at least the following additional test meth-
ods: Method 1, Method 4, Method 15, and 
Method 16A. 

1.0 Scope and Application 

1.1 Analytes. 

Analyte CAS No. Sensitivity 

Dimethyl disulfide [(CH3)2S2] ............................................................................................. 62–49–20 50 ppb. 
Dimethyl sulfide [(CH3)2S] ................................................................................................. 75–18–3 50 ppb. 
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Analyte CAS No. Sensitivity 

Hydrogen sulfide [H2S] ...................................................................................................... 7783–06–4 50 ppb. 
Methyl mercaptan [CH4S] .................................................................................................. 74–93–1 50 ppb. 

1.2 Applicability. This method is applica-
ble for the determination of total reduced 
sulfur (TRS) compounds from recovery fur-
naces, lime kilns, and smelt dissolving tanks 
at kraft pulp mills and fuel gas combustion 
devices at petroleum refineries. 

NOTE: The method described below uses the 
principle of gas chromatographic (GC) sepa-
ration and flame photometric detection 
(FPD). Since there are many systems or sets 
of operating conditions that represent use-
able methods of determining sulfur emis-
sions, all systems which employ this prin-
ciple, but differ only in details of equipment 
and operation, may be used as alternative 
methods, provided that the calibration preci-
sion and sample line loss criteria are met. 

1.3 Data Quality Objectives. Adherence to 
the requirements of this method will en-
hance the quality of the data obtained from 
air pollutant sampling methods. 

2.0 Summary of Method 

2.1 A gas sample is extracted from the 
emission source and an aliquot is analyzed 
for hydrogen sulfide (H2S), methyl 
mercaptan (MeSH), dimethyl sulfide (DMS), 
and dimethyl disulfide (DMDS) by GC/FPD. 
These four compounds are known collec-
tively as TRS. 

3.0 Definitions [Reserved] 

4.0 Interferences 

4.1 Moisture. Moisture condensation in 
the sample delivery system, the analytical 
column, or the FPD burner block can cause 
losses or interferences. This is prevented by 
maintaining the probe, filter box, and con-
nections at a temperature of at least 120 °C 
(248 °F). Moisture is removed in the SO2 
scrubber and heating the sample beyond this 
point is not necessary when the ambient 
temperature is above 0 °C (32 °F). Alter-
natively, moisture may be eliminated by 
heating the sample line, and by conditioning 
the sample with dry dilution air to lower its 
dew point below the operating temperature 
of the GC/FPD analytical system prior to 
analysis. 

4.2 Carbon Monoxide (CO) and Carbon Di-
oxide (CO2). CO and CO2 have a substantial 
desensitizing effect on the flame photo-
metric detector even after dilution. Accept-
able systems must demonstrate that they 
have eliminated this interference by some 
procedure such as eluting these compounds 
before any of the compounds to be measured. 
Compliance with this requirement can be 
demonstrated by submitting chromatograms 

of calibration gases with and without CO2 in 
the diluent gas. The CO2 level should be ap-
proximately 10 percent for the case with CO2 
present. The two chromatograms should 
show agreement within the precision limits 
of Section 10.2. 

4.3 Particulate Matter. Particulate mat-
ter in gas samples can cause interference by 
eventual clogging of the analytical system. 
This interference is eliminated by using the 
Teflon filter after the probe. 

4.4 Sulfur Dioxide (SO2). Sulfur dioxide is 
not a specific interferant but may be present 
in such large amounts that it cannot effec-
tively be separated from the other com-
pounds of interest. The SO2 scrubber de-
scribed in Section 6.1.3 will effectively re-
move SO2 from the sample. 

5.0 Safety 

5.1 Disclaimer. This method may involve 
hazardous materials, operations, and equip-
ment. This test method may not address all 
of the safety problems associated with its 
use. It is the responsibility of the user of this 
test method to establish appropriate safety 
and health practices and determine the ap-
plicability of regulatory limitations prior to 
performing this test method. 

5.2 Hydrogen Sulfide. A flammable, poi-
sonous gas with the odor of rotten eggs. H2S 
is extremely hazardous and can cause col-
lapse, coma, and death within a few seconds 
of one or two inhalations at sufficient con-
centrations. Low concentrations irritate the 
mucous membranes and may cause nausea, 
dizziness, and headache after exposure. 

6.0 Equipment and Supplies 

6.1. Sample Collection. The following 
items are needed for sample collection. 

6.1.1 Probe. Teflon or Teflon-lined stain-
less steel. The probe must be heated to pre-
vent moisture condensation. It must be de-
signed to allow calibration gas to enter the 
probe at or near the sample point entry. Any 
portion of the probe that contacts the stack 
gas must be heated to prevent moisture con-
densation. Figure 16–1 illustrates the probe 
used in lime kilns and other sources where 
significant amounts of particulate matter 
are present. The probe is designed with the 
deflector shield placed between the sample 
and the gas inlet holes to reduce clogging of 
the filter and possible adsorption of sample 
gas. As an alternative, the probe described in 
Section 6.1.1 of Method 16A having a nozzle 
directed away from the gas stream may be 
used at sources having significant amounts 
of particulate matter. 
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6.1.2 Particulate Filter. 50–mm Teflon fil-
ter holder and a 1- to 2-micron porosity Tef-
lon filter (available through Savillex Cor-
poration, 5325 Highway 101, Minnetonka, 
Minnesota 55343). The filter holder must be 
maintained in a hot box at a temperature of 
at least 120 °C (248 °F). 

6.1.3 SO2 Scrubber. Three 300-ml Teflon 
segmented impingers connected in series 
with flexible, thick-walled, Teflon tubing. 
(Impinger parts and tubing available through 
Savillex.) The first two impingers contain 
100 ml of citrate buffer and the third im-
pinger is initially dry. The tip of the tube in-
serted into the solution should be con-
stricted to less than 3 mm (1⁄8 in.) ID and 
should be immersed to a depth of at least 5 
cm (2 in.). Immerse the impingers in an ice 
water bath and maintain near 0 °C (32 °F). 
The scrubber solution will normally last for 
a 3-hour run before needing replacement. 
This will depend upon the effects of moisture 
and particulate matter on the solution 
strength and pH. Connections between the 
probe, particulate filter, and SO2 scrubber 
must be made of Teflon and as short in 
length as possible. All portions of the probe, 
particulate filter, and connections prior to 
the SO2 scrubber (or alternative point of 
moisture removal) must be maintained at a 
temperature of at least 120 °C (248 °F). 

6.1.4 Sample Line. Teflon, no greater than 
1.3 cm (1⁄2 in.) ID. Alternative materials, such 
as virgin Nylon, may be used provided the 
line loss test is acceptable. 

6.1.5 Sample Pump. The sample pump 
must be a leakless Teflon-coated diaphragm 
type or equivalent. 

6.2 Analysis. The following items are 
needed for sample analysis: 

6.2.1 Dilution System. Needed only for 
high sample concentrations. The dilution 
system must be constructed such that all 
sample contacts are made of Teflon, glass, or 
stainless steel. 

6.2.2 Gas Chromatograph. The gas chro-
matograph must have at least the following 
components: 

6.2.2.1 Oven. Capable of maintaining the 
separation column at the proper operating 
temperature ±1 °C (2 °F). 

6.2.2.2 Temperature Gauge. To monitor 
column oven, detector, and exhaust tempera-
ture ±1 °C (2 °F). 

6.2.2.3 Flow System. Gas metering system 
to measure sample, fuel, combustion gas, and 
carrier gas flows. 

6.2.2.4 Flame Photometric Detector. 
6.2.2.4.1 Electrometer. Capable of full 

scale amplification of linear ranges of 10¥9 
to 10¥4 amperes full scale. 

6.2.2.4.2 Power Supply. Capable of deliv-
ering up to 750 volts. 

6.2.2.4.3 Recorder. Compatible with the 
output voltage range of the electrometer. 

6.2.2.4.4 Rotary Gas Valves. Multiport 
Teflon-lined valves equipped with sample 

loop. Sample loop volumes must be chosen to 
provide the needed analytical range. Teflon 
tubing and fittings must be used throughout 
to present an inert surface for sample gas. 
The gas chromatograph must be calibrated 
with the sample loop used for sample anal-
ysis. 

6.2.3 Gas Chromatogram Columns. The 
column system must be demonstrated to be 
capable of resolving the four major reduced 
sulfur compounds: H2S, MeSH, DMS, and 
DMDS. It must also demonstrate freedom 
from known interferences. To demonstrate 
that adequate resolution has been achieved, 
submit a chromatogram of a calibration gas 
containing all four of the TRS compounds in 
the concentration range of the applicable 
standard. Adequate resolution will be defined 
as base line separation of adjacent peaks 
when the amplifier attenuation is set so that 
the smaller peak is at least 50 percent of full 
scale. Baseline separation is defined as a re-
turn to zero ±5 percent in the interval be-
tween peaks. Systems not meeting this cri-
teria may be considered alternate methods 
subject to the approval of the Administrator. 

6.3 Calibration. A calibration system, 
containing the following components, is re-
quired (see Figure 16–2). 

6.3.1 Tube Chamber. Chamber of glass or 
Teflon of sufficient dimensions to house per-
meation tubes. 

6.3.2 Flow System. To measure air flow 
over permeation tubes at ±2 percent. Flow 
over the permeation device may also be de-
termined using a soap bubble flowmeter. 

6.3.3 Constant Temperature Bath. Device 
capable of maintaining the permeation tubes 
at the calibration temperature within 0.1 °C 
(0.2 °F). 

6.3.4 Temperature Gauge. Thermometer 
or equivalent to monitor bath temperature 
within 1 °C (2 °F). 

7.0 Reagents and Standards 

7.1 Fuel. Hydrogen (H2), prepurified grade 
or better. 

7.2 Combustion Gas. Oxygen (O2) or air, 
research purity or better. 

7.3 Carrier Gas. Prepurified grade or bet-
ter. 

7.4 Diluent (if required). Air containing 
less than 50 ppb total sulfur compounds and 
less than 10 ppmv each of moisture and total 
hydrocarbons. 

7.5 Calibration Gases 
7.5.1 Permeation tubes, one each of H2S, 

MeSH, DMS, and DMDS, gravimetrically 
calibrated and certified at some convenient 
operating temperature. These tubes consist 
of hermetically sealed FEP Teflon tubing in 
which a liquified gaseous substance is en-
closed. The enclosed gas permeates through 
the tubing wall at a constant rate. When the 
temperature is constant, calibration gases 
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covering a wide range of known concentra-
tions can be generated by varying and accu-
rately measuring the flow rate of diluent gas 
passing over the tubes. These calibration 
gases are used to calibrate the GC/FPD sys-
tem and the dilution system. 

7.5.2 Cylinder Gases. Cylinder gases may 
be used as alternatives to permeation de-
vices. The gases must be traceable to a pri-
mary standard (such as permeation tubes) 
and not used beyond the certification expira-
tion date. 

7.6 Citrate Buffer and Sample Line Loss 
Gas. Same as Method 15, Sections 7.6 and 7.7. 

8.0 Sample Collection, Preservation, Storage, 
and Transport 

Same as Method 15, Section 8.0, except 
that the references to the dilution system 
may not be applicable. 

9.0 Quality Control 

Section Quality control measure Effect 

8.0 ...................................... Sample line loss check ............................ Ensures that uncorrected negative bias introduced by 
sample loss is no greater than 20 percent, and pro-
vides for correction of bias of 20 percent or less. 

8.0 ...................................... Calibration drift test .................................. Ensures that bias introduced by drift in the measure-
ment system output during the run is no greater than 
5 percent. 

10.0 .................................... Analytical calibration ................................ Ensures precision of analytical results within 5 percent. 

10.0 Calibration and Standardization 

Same as Method 15, Section 10.0, with the 
following addition and exceptions: 

10.1 Use the four compounds that com-
prise TRS instead of the three reduced sulfur 
compounds measured by Method 15. 

10.2 Flow Meter. Calibration before each 
test run is recommended, but not required; 
calibration following each test series is man-
datory. Calibrate each flow meter after each 
complete test series with a wet-test meter. If 
the flow measuring device differs from the 
wet-test meter by 5 percent or more, the 
completed test runs must be voided. Alter-
natively, the flow data that yield the lower 
flow measurement may be used. Flow over 
the permeation device may also be deter-
mined using a soap bubble flowmeter. 

11.0 Analytical Procedure 

Sample collection and analysis are concur-
rent for this method (see Section 8.0). 

12.0 Data Analysis and Calculations 

12.1 Concentration of Reduced Sulfur 
Compounds. Calculate the average con-
centration of each of the four analytes (i.e., 
DMDS, DMS, H2S, and MeSH) over the sam-
ple run (specified in Section 8.2 of Method 15 
as 16 injections). 

C

S

N

i
i

N

= =
∑

1 1Eq.  16-

Where: 

Si=Concentration of any reduced sulfur com-
pound from the ith sample injection, ppm. 

C=Average concentration of any one of the 
reduced sulfur compounds for the entire 
run, ppm. 

N=Number of injections in any run period. 

12.2 TRS Concentration. Using Equation 
16–2, calculate the TRS concentration for 
each sample run. 

C d C C C CTRS H S MeSH DMS DMDS= + + +( )∑ 2
2 2Eq.  16-

Where: 

CTRS=TRS concentration, ppmv. 
CH2S=Hydrogen sulfide concentration, ppmv. 
CMeSH=Methyl mercaptan concentration, 

ppmv. 
CDMS=Dimethyl sulfide concentration, ppmv. 
CDMDS=Dimethyl disulfide concentration, 

ppmv. 
d=Dilution factor, dimensionless. 

12.3 Average TRS Concentration. Cal-
culate the average TRS concentration for all 
sample runs performed. 

Where: 
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Average TRS=Average total reduced sulfur 
in ppm. 

TRSi=Total reduced sulfur in ppm as deter-
mined by Equation 16–2. 

N=Number of samples. 
Bwo=Fraction of volume of water vapor in the 

gas stream as determined by Method 4— 
Determination of Moisture in Stack Gases. 

13.0 Method Performance 

13.1 Analytical Range. The analytical 
range will vary with the sample loop size. 
Typically, the analytical range may extend 
from 0.1 to 100 ppmv using 10- to 0.1-ml sam-
ple loop sizes. This eliminates the need for 
sample dilution in most cases. 

13.2 Sensitivity. Using the 10-ml sample 
size, the minimum detectable concentration 
is approximately 50 ppb. 

14.0 Pollution Prevention [Reserved] 

15.0 Waste Management [Reserved] 
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METHOD 16A—DETERMINATION OF TOTAL RE-
DUCED SULFUR EMISSIONS FROM STA-
TIONARY SOURCES (IMPINGER TECHNIQUE) 

NOTE: This method does not include all of 
the specifications (e.g., equipment and sup-
plies) and procedures (e.g., sampling and ana-
lytical) essential to its performance. Some 
material is incorporated by reference from 

other methods in this part. Therefore, to ob-
tain reliable results, persons using this 
method should have a thorough knowledge of 
at least the following additional test meth-
ods: Method 1, Method 6, and Method 16. 

1.0 Scope and Application 

1.1 Analytes. 
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Analyte CAS No. Sensitivity 

Total reduced sulfur (TRS) including: N/A See Section 13.1. 
Dimethyl disulfide [(CH3)2S2] ........................................ 62–49–20 
Dimethyl sulfide [(CH3)2S] ............................................ 75–18–3 
Hydrogen sulfide [H2S] ................................................. 7783–06–4 
Methyl mercaptan [CH4S] ............................................. 74–93–1 

Reduced sulfur (RS) including: N/A 
H2S ............................................................................... 7783–06–4 
Carbonyl sulfide [COS] ................................................. 463–58–1 
Carbon disulfide [CS2] .................................................. 75–15–0 

Reported as: Sulfur dioxide (SO2) .............................................. 7449–09–5 

1.2 Applicability. This method is applica-
ble for the determination of TRS emissions 
from recovery boilers, lime kilns, and smelt 
dissolving tanks at kraft pulp mills, reduced 
sulfur compounds (H2S, carbonyl sulfide, and 
carbon disulfide from sulfur recovery units 
at onshore natural gas processing facilities, 
and from other sources when specified in an 
applicable subpart of the regulations. The 
flue gas must contain at least 1 percent oxy-
gen for complete oxidation of all TRS to SO2. 

1.3 Data Quality Objectives. Adherence to 
the requirements of this method will en-
hance the quality of the data obtained from 
air pollutant sampling methods. 

2.0 Summary of Method 

2.1 An integrated gas sample is extracted 
from the stack. SO2 is removed selectively 
from the sample using a citrate buffer solu-
tion. TRS compounds are then thermally 
oxidized to SO2, collected in hydrogen per-
oxide as sulfate, and analyzed by the Method 
6 barium-thorin titration procedure. 

3.0 Definitions [Reserved] 

4.0 Interferences 

4.1 Reduced sulfur compounds other than 
those regulated by the emission standards, if 
present, may be measured by this method. 
Therefore, carbonyl sulfide, which is par-
tially oxidized to SO2 and may be present in 
a lime kiln exit stack, would be a positive 
interferant. 

4.2 Particulate matter from the lime kiln 
stack gas (primarily calcium carbonate) can 
cause a negative bias if it is allowed to enter 
the citrate scrubber; the particulate matter 
will cause the pH to rise and H2S to be ab-
sorbed prior to oxidation. Furthermore, if 
the calcium carbonate enters the hydrogen 
peroxide impingers, the calcium will precipi-
tate sulfate ion. Proper use of the particu-
late filter described in Section 6.1.3 will 
eliminate this interference. 

5.0 Safety 

5.1 Disclaimer. This method may involve 
hazardous materials, operations, and equip-
ment. This test method may not address all 
of the safety problems associated with its 
use. It is the responsibility of the user of this 

test method to establish appropriate safety 
and health practices and determine the ap-
plicability of regulatory limitations prior to 
performing this test method. 

5.2 Corrosive reagents. The following re-
agents are hazardous. Personal protective 
equipment and safe procedures are useful in 
preventing chemical splashes. If contact oc-
curs, immediately flush with copious 
amounts of water for at least 15 minutes. Re-
move clothing under shower and decontami-
nate. Treat residual chemical burns as ther-
mal burns. 

5.2.1 Hydrogen Peroxide (H2O2). Irritating 
to eyes, skin, nose, and lungs. 

5.2.2 Sodium Hydroxide (NaOH). Causes 
severe damage to eyes and skin. Inhalation 
causes irritation to nose, throat, and lungs. 
Reacts exothermically with limited amounts 
of water. 

5.2.3 Sulfuric Acid (H2SO4). Rapidly de-
structive to body tissue. Will cause third de-
gree burns. Eye damage may result in blind-
ness. Inhalation may be fatal from spasm of 
the larynx, usually within 30 minutes. May 
cause lung tissue damage with edema. 3 mg/ 
m3 will cause lung damage in uninitiated. 1 
mg/m3 for 8 hours will cause lung damage or, 
in higher concentrations, death. Provide ven-
tilation to limit inhalation. Reacts violently 
with metals and organics. 

5.3 Hydrogen Sulfide (H2S). A flammable, 
poisonous gas with the odor of rotten eggs. 
H2S is extremely hazardous and can cause 
collapse, coma, and death within a few sec-
onds of one or two inhalations at sufficient 
concentrations. Low concentrations irritate 
the mucous membranes and may cause nau-
sea, dizziness, and headache after exposure. 

6.0 Equipment and Supplies 

6.1 Sample Collection. The sampling train 
is shown in Figure 16A–1 and component 
parts are discussed below. Modifications to 
this sampling train are acceptable provided 
the system performance check is met (see 
Section 8.5). 

6.1.1 Probe. Teflon tubing, 6.4-mm (1⁄4-in.) 
diameter, sequentially wrapped with heat-re-
sistant fiber strips, a rubberized heat tape 
(plug at one end), and heat-resistant adhe-
sive tape. A flexible thermocouple or other 
suitable temperature measuring device 
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should be placed between the Teflon tubing 
and the fiber strips so that the temperature 
can be monitored to prevent softening of the 
probe. The probe should be sheathed in stain-
less steel to provide in-stack rigidity. A se-
ries of bored-out stainless steel fittings 
placed at the front of the sheath will prevent 
moisture and particulate from entering be-
tween the probe and sheath. A 6.4-mm (1⁄4-in.) 
Teflon elbow (bored out) should be attached 
to the inlet of the probe, and a 2.54 cm (1 in.) 
piece of Teflon tubing should be attached at 
the open end of the elbow to permit the 
opening of the probe to be turned away from 
the particulate stream; this will reduce the 
amount of particulate drawn into the sam-
pling train. The probe is depicted in Figure 
16A–2. 

6.1.2 Probe Brush. Nylon bristle brush 
with handle inserted into a 3.2-mm (1⁄8-in.) 
Teflon tubing. The Teflon tubing should be 
long enough to pass the brush through the 
length of the probe. 

6.1.3 Particulate Filter. 50-mm Teflon fil-
ter holder and a 1- to 2-μm porosity, Teflon 
filter (available through Savillex Corpora-
tion, 5325 Highway 101, Minnetonka, Min-
nesota 55343). The filter holder must be 
maintained in a hot box at a temperature 
sufficient to prevent moisture condensation. 
A temperature of 121 °C (250 °F) was found to 
be sufficient when testing a lime kiln under 
sub-freezing ambient conditions. 

6.1.4 SO2 Scrubber. Three 300-ml Teflon 
segmented impingers connected in series 
with flexible, thick-walled, Teflon tubing. 
(Impinger parts and tubing available through 
Savillex.) The first two impingers contain 
100 ml of citrate buffer and the third im-
pinger is initially dry. The tip of the tube in-
serted into the solution should be con-
stricted to less than 3 mm (1⁄8-in.) ID and 
should be immersed to a depth of at least 5 
cm (2 in.). 

6.1.5 Combustion Tube. Quartz glass tub-
ing with an expanded combustion chamber 
2.54 cm (1 in.) in diameter and at least 30.5 
cm (12 in.) long. The tube ends should have 
an outside diameter of 0.6 cm (1⁄4 in.) and be 
at least 15.3 cm (6 in.) long. This length is 
necessary to maintain the quartz-glass con-
nector near ambient temperature and there-
by avoid leaks. Alternatively, the outlet 
may be constructed with a 90-degree glass 
elbow and socket that would fit directly onto 
the inlet of the first peroxide impinger. 

6.1.6 Furnace. A furnace of sufficient size 
to enclose the combustion chamber of the 
combustion tube with a temperature regu-
lator capable of maintaining the tempera-
ture at 800 ±100 °C (1472 ±180 °F). The furnace 
operating temperature should be checked 
with a thermocouple to ensure accuracy. 

6.1.7 Peroxide Impingers, Stopcock 
Grease, Temperature Sensor, Drying Tube, 
Valve, Pump, and Barometer. Same as Meth-
od 6, Sections 6.1.1.2, 6.1.1.4, 6.1.1.5, 6.1.1.6, 

6.1.1.7, 6.1.1.8, and 6.1.2, respectively, except 
that the midget bubbler of Method 6, Section 
6.1.1.2 is not required. 

6.1.8 Vacuum Gauge. At least 760 mm Hg 
(30 in. Hg) gauge. 

6.1.9 Rate Meter. Rotameter, or equiva-
lent, accurate to within 5 percent at the se-
lected flow rate of approximately 2 liters/ 
min (4.2 ft3/hr). 

6.1.10 Volume Meter. Dry gas meter capa-
ble of measuring the sample volume under 
the sampling conditions of 2 liters/min (4.2 
ft3/hr) with an accuracy of 2 percent. 

6.2 Sample Recovery. Polyethylene Bot-
tles, 250-ml (one per sample). 

6.3 Sample Preparation and Analysis. 
Same as Method 6, Section 6.3, except a 10-ml 
buret with 0.05-ml graduations is required, 
and the spectrophotometer is not needed. 

7.0 Reagents and Standards 

NOTE: Unless otherwise indicated, all re-
agents must conform to the specifications 
established by the Committee on Analytical 
Reagents of the American Chemical Society. 
When such specifications are not available, 
the best available grade must be used. 

7.1 Sample Collection. The following re-
agents are required for sample analysis: 

7.1.1 Water. Same as in Method 6, Section 
7.1.1. 

7.1.2 Citrate Buffer. Dissolve 300 g of po-
tassium citrate (or 284 g of sodium citrate) 
and 41 g of anhydrous citric acid in 1 liter of 
water (200 ml is needed per test). Adjust the 
pH to between 5.4 and 5.6 with potassium cit-
rate or citric acid, as required. 

7.1.3 Hydrogen Peroxide, 3 percent. Same 
as in Method 6, Section 7.1.3 (40 ml is needed 
per sample). 

7.1.4 Recovery Check Gas. Hydrogen sul-
fide (100 ppmv or less) in nitrogen, stored in 
aluminum cylinders. Verify the concentra-
tion by Method 11 or by gas chromatography 
where the instrument is calibrated with an 
H2S permeation tube as described below. For 
Method 11, the relative standard deviation 
should not exceed 5 percent on at least three 
20-minute runs. 

NOTE: Alternatively, hydrogen sulfide re-
covery gas generated from a permeation de-
vice gravimetrically calibrated and certified 
at some convenient operating temperature 
may be used. The permeation rate of the de-
vice must be such that at a dilution gas flow 
rate of 3 liters/min (6.4 ft3/hr), an H2S con-
centration in the range of the stack gas or 
within 20 percent of the standard can be gen-
erated. 

7.1.5 Combustion Gas. Gas containing less 
than 50 ppb reduced sulfur compounds and 
less than 10 ppmv total hydrocarbons. The 
gas may be generated from a clean-air sys-
tem that purifies ambient air and consists of 
the following components: Diaphragm pump, 
silica gel drying tube, activated charcoal 
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tube, and flow rate measuring device. Flow 
from a compressed air cylinder is also ac-
ceptable. 

7.2 Sample Recovery and Analysis. Same 
as Method 6, Sections 7.2.1 and 7.3, respec-
tively. 

8.0 Sample Collection, Preservation, Storage, 
and Transport 

8.1 Preparation of Sampling Train. 
8.1.1 For the SO2 scrubber, measure 100 ml 

of citrate buffer into the first and second 
impingers; leave the third impinger empty. 
Immerse the impingers in an ice bath, and 
locate them as close as possible to the filter 
heat box. The connecting tubing should be 
free of loops. Maintain the probe and filter 
temperatures sufficiently high to prevent 
moisture condensation, and monitor with a 
suitable temperature sensor. 

8.1.2 For the Method 6 part of the train, 
measure 20 ml of 3 percent hydrogen peroxide 
into the first and second midget impingers. 
Leave the third midget impinger empty, and 
place silica gel in the fourth midget im-
pinger. Alternatively, a silica gel drying 
tube may be used in place of the fourth im-
pinger. Maintain the oxidation furnace at 800 
±100 °C (1472 ±180 °F). Place crushed ice and 
water around all impingers. 

8.2 Citrate Scrubber Conditioning Proce-
dure. Condition the citrate buffer scrubbing 
solution by pulling stack gas through the 
Teflon impingers and bypassing all other 
sampling train components. A purge rate of 
2 liters/min for 10 minutes has been found to 
be sufficient to obtain equilibrium. After the 
citrate scrubber has been conditioned, as-
semble the sampling train, and conduct (op-
tional) a leak-check as described in Method 
6, Section 8.2. 

8.3 Sample Collection. Same as in Method 
6, Section 8.3, except the sampling rate is 2 
liters/min (±10 percent) for 1 or 3 hours. After 
the sample is collected, remove the probe 
from the stack, and conduct (mandatory) a 
post-test leak-check as described in Method 
6, Section 8.2. The 15-minute purge of the 
train following collection should not be per-
formed. After each 3-hour test run (or after 
three 1-hour samples), conduct one system 
performance check (see Section 8.5) to deter-
mine the reduced sulfur recovery efficiency 
through the sampling train. After this sys-
tem performance check and before the next 
test run, rinse and brush the probe with 
water, replace the filter, and change the cit-
rate scrubber (optional but recommended). 

NOTE: In Method 16, a test run is composed 
of 16 individual analyses (injects) performed 
over a period of not less than 3 hours or more 
than 6 hours. For Method 16A to be con-
sistent with Method 16, the following may be 

used to obtain a test run: (1) collect three 60- 
minute samples or (2) collect one 3-hour 
sample. (Three test runs constitute a test.) 

8.4 Sample Recovery. Disconnect the 
impingers. Quantitatively transfer the con-
tents of the midget impingers of the Method 
6 part of the train into a leak-free poly-
ethylene bottle for shipment. Rinse the three 
midget impingers and the connecting tubes 
with water and add the washings to the same 
storage container. Mark the fluid level. Seal 
and identify the sample container. 

8.5 System Performance Check. 
8.5.1 A system performance check is done 

(1) to validate the sampling train compo-
nents and procedure (prior to testing; op-
tional) and (2) to validate a test run (after a 
run). Perform a check in the field prior to 
testing consisting of at least two samples 
(optional), and perform an additional check 
after each 3 hour run or after three 1-hour 
samples (mandatory). 

8.5.2 The checks involve sampling a 
known concentration of H2S and comparing 
the analyzed concentration with the known 
concentration. Mix the H2S recovery check 
gas (Section 7.1.4) and combustion gas in a 
dilution system such as that shown in Figure 
16A–3. Adjust the flow rates to generate an 
H2S concentration in the range of the stack 
gas or within 20 percent of the applicable 
standard and an oxygen concentration great-
er than 1 percent at a total flow rate of at 
least 2.5 liters/min (5.3 ft3/hr). Use Equation 
16A–3 to calculate the concentration of re-
covery gas generated. Calibrate the flow rate 
from both sources with a soap bubble flow 
meter so that the diluted concentration of 
H2S can be accurately calculated. 

8.5.3 Collect 30-minute samples, and ana-
lyze in the same manner as the emission 
samples. Collect the sample through the 
probe of the sampling train using a manifold 
or some other suitable device that will en-
sure extraction of a representative sample. 

8.5.4 The recovery check must be per-
formed in the field prior to replacing the SO2 
scrubber and particulate filter and before the 
probe is cleaned. Use Equation 16A–4 (see 
Section 12.5) to calculate the recovery effi-
ciency. Report the recovery efficiency with 
the emission data; do not correct the emis-
sion data for the recovery efficiency. A sam-
ple recovery of 100 ±20 percent must be ob-
tained for the emission data to be valid. 
However, if the recovery efficiency is not in 
the 100 ±20 percent range but the results do 
not affect the compliance or noncompliance 
status of the affected facility, the Adminis-
trator may decide to accept the results of 
the compliance test. 

9.0 Quality Control 
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Section Quality control measure Effect 

8.5 ................... System performance check ............................. Ensure validity of sampling train components and analytical 
procedure. 

8.2, 10.0 .......... Sampling equipment leak-check and calibra-
tion.

Ensure accurate measurement of stack gas flow rate, sample 
volume. 

10.0 ................. Barium standard solution standardization ....... Ensure precision of normality determination. 
11.1 ................. Replicate titrations ........................................... Ensure precision of titration determinations. 

10.0 Calibration 

Same as Method 6, Section 10.0. 

11.0 Analytical Procedure 

11.1 Sample Loss Check and Sample Anal-
ysis. Same as Method 6, Sections 11.1 and 
11.2, respectively, with the following excep-
tion: for 1-hour sampling, take a 40-ml ali-
quot, add 160 ml of 100 percent isopropanol 
and four drops of thorin. 

12.0 Data Analysis and Calculations 

In the calculations, at least one extra dec-
imal figure should be retained beyond that of 
the acquired data. Figures should be rounded 
off after final calculations. 

12.1 Nomenclature. 

CTRS=Concentration of TRS as SO2, dry basis 
corrected to standard conditions, ppmv. 

CRG(act)=Actual concentration of recovery 
check gas (after dilution), ppm. 

CRG(m)=Measured concentration of recovery 
check gas generated, ppm. 

CH2S=Verified concentration of H2S recovery 
gas. 

N=Normality of barium perchlorate titrant, 
milliequivalents/ml. 

Pbar=Barometric pressure at exit orifice of 
the dry gas meter, mm Hg (in. Hg). 

Pstd=Standard absolute pressure, 760 mm Hg 
(29.92 in. Hg). 

QH2S=Calibrated flow rate of H2S recovery 
gas, liters/min. 

QCG=Calibrated flow rate of combustion gas, 
liters/min. 

R=Recovery efficiency for the system per-
formance check, percent. 

Tm=Average dry gas meter absolute tempera-
ture, °K (°R). 

Tstd=Standard absolute temperature, 293 °K 
(528 °R). 

Va=Volume of sample aliquot titrated, ml. 
Vm=Dry gas volume as measured by the dry 

gas meter, liters (dcf). 
Vm(std)=Dry gas volume measured by the dry 

gas meter, corrected to standard condi-
tions, liters (dscf). 

Vsoln=Total volume of solution in which the 
sulfur dioxide sample is contained, 100 ml. 

Vt=Volume of barium perchlorate titrant 
used for the sample, ml (average of rep-
licate titrations). 

Vtb=Volume of barium perchlorate titrant 
used for the blank, ml. 

Y=Dry gas meter calibration factor. 
32.03=Equivalent weight of sulfur dioxide, 

mg/meq. 

12.2 Dry Sample Gas Volume, Corrected 
to Standard Conditions. 

V V Y
T P

T P

K Y
V P

T

m std m
std bar

m std

m bar

m

( ) =

=

Eq.  16A-1

1

Where: 

K1=0.3855 °K/mm Hg for metric units, 
=17.65 °R/in. Hg for English units. 

12.3 Concentration of TRS as ppm SO2. 

C K N
V V V V

VTRS
t tb so a

m std

=
−( )( )

( )
2 2ln /

Eq.  16A-

Where: 
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12.4 Concentration of Recovery Gas Gen-
erated in the System Performance Check. 

C
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=
+
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2

Eq.  16A-3

12.5 Recovery Efficiency for the System 
Performance Check. 

R
C

C
RG m

RG act

= ×( )

( )
100 Eq.  16A-4

13.0 Method Performance 

13.1 Analytical Range. The lower detect-
able limit is 0.1 ppmv SO2 when sampling at 
2 liters/min (4.2 ft3/hr) for 3 hours or 0.3 ppmv 
when sampling at 2 liters/min (4.2 ft3/hr) for 
1 hour. The upper concentration limit of the 
method exceeds the TRS levels generally en-
countered at kraft pulp mills. 

13.2 Precision. Relative standard devi-
ations of 2.0 and 2.6 percent were obtained 
when sampling a recovery boiler for 1 and 3 
hours, respectively. 

13.3 Bias. 
13.3.1 No bias was found in Method 16A 

relative to Method 16 in a separate study at 
a recovery boiler. 

13.3.2 Comparison of Method 16A with 
Method 16 at a lime kiln indicated that there 
was no bias in Method 16A. However, insta-
bility of the source emissions adversely af-
fected the comparison. The precision of 
Method 16A at the lime kiln was similar to 
that obtained at the recovery boiler (Section 
13.2.1). 

13.3.3 Relative standard deviations of 2.7 
and 7.7 percent have been obtained for sys-
tem performance checks. 

14.0 Pollution Prevention [Reserved] 

15.0 Waste Management [Reserved] 

16.0 Alternative Procedures 

As an alternative to the procedures speci-
fied in Section 7.1.4, the following procedure 
may be used to verify the H2S concentration 
of the recovery check gas. 

16.1 Summary. The H2S is collected from 
the calibration gas cylinder and is absorbed 
in zinc acetate solution to form zinc sulfide. 
The latter compound is then measured 
iodometrically. 

16.2 Range. The procedure has been exam-
ined in the range of 5 to 1500 ppmv. 

16.3 Interferences. There are no known 
interferences to this procedure when used to 
analyze cylinder gases containing H2S in ni-
trogen. 

16.4 Precision and Bias. Laboratory tests 
have shown a relative standard deviation of 
less than 3 percent. The procedure showed no 
bias when compared to a gas 
chromatographic method that used gravi-
metrically certified permeation tubes for 
calibration. 

16.5 Equipment and Supplies. 
16.5.1 Sampling Apparatus. The sampling 

train is shown in Figure 16A–4. Its compo-
nent parts are discussed in Sections 16.5.1.1 
through 16.5.2. 

16.5.1.1 Sampling Line. Teflon tubing (1⁄4- 
in.) to connect the cylinder regulator to the 
sampling valve. 

16.5.1.2 Needle Valve. Stainless steel or 
Teflon needle valve to control the flow rate 
of gases to the impingers. 

16.5.1.3 Impingers. Three impingers of ap-
proximately 100-ml capacity, constructed to 
permit the addition of reagents through the 
gas inlet stem. The impingers shall be con-
nected in series with leak-free glass or Tef-
lon connectors. The impinger bottoms have a 
standard 24/25 ground-glass fitting. The 
stems are from standard 6.4-mm (1⁄4-in.) ball 
joint midget impingers, custom lengthened 
by about 1 in. When fitted together, the stem 
end should be approximately 1.27 cm (1⁄2 in.) 
from the bottom (Southern Scientific, Inc., 
Micanopy, Florida: Set Number S6962–048). 
The third in-line impinger acts as a drop-out 
bottle. 

16.5.1.4 Drying Tube, Rate Meter, and Ba-
rometer. Same as Method 11, Sections 6.1.5, 
6.1.8, and 6.1.10, respectively. 

16.5.1.5 Cylinder Gas Regulator. Stainless 
steel, to reduce the pressure of the gas 
stream entering the Teflon sampling line to 
a safe level. 

16.5.1.6 Soap Bubble Meter. Calibrated for 
100 and 500 ml, or two separate bubble me-
ters. 

16.5.1.7 Critical Orifice. For volume and 
rate measurements. The critical orifice may 
be fabricated according to Section 16.7.3 and 
must be calibrated as specified in Section 
16.12.4. 

16.5.1.8 Graduated Cylinder. 50-ml size. 
16.5.1.9 Volumetric Flask. 1-liter size. 
16.5.1.10 Volumetric Pipette. 15-ml size. 
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16.5.1.11 Vacuum Gauge. Minimum 20 in. 
Hg capacity. 

16.5.1.12 Stopwatch. 
16.5.2 Sample Recovery and Analysis. 
16.5.2.1 Erlenmeyer Flasks. 125- and 250-ml 

sizes. 
16.5.2.2 Pipettes. 2-, 10-, 20-, and 100-ml 

volumetric. 
16.5.2.3 Burette. 50-ml size. 
16.5.2.4 Volumetric Flask. 1-liter size. 
16.5.2.5 Graduated Cylinder. 50-ml size. 
16.5.2.6 Wash Bottle. 
16.5.2.7 Stirring Plate and Bars. 
16.6 Reagents and Standards. Unless oth-

erwise indicated, all reagents must conform 
to the specifications established by the Com-
mittee on Analytical Reagents of the Amer-
ican Chemical Society, where such specifica-
tions are available. Otherwise, use the best 
available grade. 

16.6.1 Water. Same as Method 11, Section 
7.1.3. 

16.6.2 Zinc Acetate Absorbing Solution. 
Dissolve 20 g zinc acetate in water, and di-
lute to 1 liter. 

16.6.3 Potassium Bi-iodate [KH(IO3)2] So-
lution, Standard 0.100 N. Dissolve 3.249 g an-
hydrous KH(IO3)2 in water, and dilute to 1 
liter. 

16.6.4 Sodium Thiosulfate (Na2S2O3) Solu-
tion, Standard 0.1 N. Same as Method 11, 
Section 7.3.2. Standardize according to Sec-
tion 16.12.2. 

16.6.5 Na2S2O3 Solution, Standard 0.01 N. 
Pipette 100.0 ml of 0.1 N Na2S2O3 solution 
into a 1-liter volumetric flask, and dilute to 
the mark with water. 

16.6.6 Iodine Solution, 0.1 N. Same as 
Method 11, Section 7.2.3. 

16.6.7 Standard Iodine Solution, 0.01 N. 
Same as in Method 11, Section 7.2.4. Stand-
ardize according to Section 16.12.3. 

16.6.8 Hydrochloric Acid (HCl) Solution, 10 
Percent by Weight. Add 230 ml concentrated 
HCl (specific gravity 1.19) to 770 ml water. 

16.6.9 Starch Indicator Solution. To 5 g 
starch (potato, arrowroot, or soluble), add a 
little cold water, and grind in a mortar to a 
thin paste. Pour into 1 liter of boiling water, 
stir, and let settle overnight. Use the clear 
supernatant. Preserve with 1.25 g salicylic 
acid, 4 g zinc chloride, or a combination of 4 
g sodium propionate and 2 g sodium azide per 
liter of starch solution. Some commercial 
starch substitutes are satisfactory. 

16.7 Pre-test Procedures. 
16.7.1 Selection of Gas Sample Volumes. 

This procedure has been validated for esti-
mating the volume of cylinder gas sample 
needed when the H2S concentration is in the 
range of 5 to 1500 ppmv. The sample volume 
ranges were selected in order to ensure a 35 
to 60 percent consumption of the 20 ml of 0.01 
N iodine (thus ensuring a 0.01 N Na2S2O3 titer 
of approximately 7 to 12 ml). The sample vol-
umes for various H2S concentrations can be 
estimated by dividing the approximate ppm- 
liters desired for a given concentration range 
by the H2S concentration stated by the man-
ufacturer. For example, for analyzing a cyl-
inder gas containing approximately 10 ppmv 
H2S, the optimum sample volume is 65 liters 
(650 ppm-liters/10 ppmv). For analyzing a cyl-
inder gas containing approximately 1000 
ppmv H2S, the optimum sample volume is 1 
liter (1000 ppm-liters/1000 ppmv). 

Approximate cylinder gas H2S concentration 
(ppmv) 

Approximate 
ppm-liters 
desired 

5 to <30 ......................................................... 650 
30 to <500 ..................................................... 800 
500 to <1500 ................................................. 1000 

16.7.2 Critical Orifice Flow Rate Selec-
tion. The following table shows the ranges of 
sample flow rates that are desirable in order 
to ensure capture of H2S in the impinger so-
lution. Slight deviations from these ranges 
will not have an impact on measured con-
centrations. 

Cylinder gas H2S concentration (ppmv) 

Critical 
orifice 

flow rate 
(ml/min) 

5 to 50 ppmv ............................................. 1500 ±500 
50 to 250 ppmv ......................................... 500 ±250 
250 to <1000 ppmv .................................. 200 ±50 
>1000 ppmv .............................................. 75 ±25 

16.7.3 Critical Orifice Fabrication. Crit-
ical orifice of desired flow rates may be fab-
ricated by selecting an orifice tube of desired 
length and connecting 1⁄16-in.×1⁄4-in. (0.16 
cm×0.64 cm) reducing fittings to both ends. 
The inside diameters and lengths of orifice 
tubes needed to obtain specific flow rates are 
shown below. 

Tube 
(in. OD) 

Tube 
(in. ID) 

Length 
(in.) 

Flowrate 
(ml/min) 

Altech 
Catalog No. 

1⁄16 ....................................................................................... 0 .007 1.2 85 301430 
1⁄16 ....................................................................................... 0 .01 3.2 215 300530 
1⁄16 ....................................................................................... 0 .01 1.2 350 300530 
1⁄16 ....................................................................................... 0 .02 1.2 1400 300230 

16.7.4 Determination of Critical Orifice 
Approximate Flow Rate. Connect the critical 

orifice to the sampling system as shown in 
Figure 16A–4 but without the H2S cylinder. 
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Connect a rotameter in the line to the first 
impinger. Turn on the pump, and adjust the 
valve to give a reading of about half atmos-
pheric pressure. Observe the rotameter read-
ing. Slowly increase the vacuum until a sta-
ble flow rate is reached, and record this as 
the critical vacuum. The measured flow rate 
indicates the expected critical flow rate of 
the orifice. If this flow rate is in the range 

shown in Section 16.7.2, proceed with the 
critical orifice calibration according to Sec-
tion 16.12.4. 

16.7.5 Determination of Approximate 
Sampling Time. Determine the approximate 
sampling time for a cylinder of known con-
centration. Use the optimum sample volume 
obtained in Section 16.7.1. 

Approximate sampling time
Optimum volume

Critical orifice flow rate
=

16.8 Sample Collection. 
16.8.1 Connect the Teflon tubing, Teflon 

tee, and rotameter to the flow control needle 
valve as shown in Figure 16A–4. Vent the ro-
tameter to an exhaust hood. Plug the open 
end of the tee. Five to 10 minutes prior to 
sampling, open the cylinder valve while 
keeping the flow control needle valve closed. 
Adjust the delivery pressure to 20 psi. Open 
the needle valve slowly until the rotameter 
shows a flow rate approximately 50 to 100 ml 
above the flow rate of the critical orifice 
being used in the system. 

16.8.2 Place 50 ml of zinc acetate solution 
in two of the impingers, connect them and 
the empty third impinger (dropout bottle) 
and the rest of the equipment as shown in 
Figure 16A–4. Make sure the ground-glass fit-
tings are tight. The impingers can be easily 
stabilized by using a small cardboard box in 
which three holes have been cut, to act as a 
holder. Connect the Teflon sample line to the 
first impinger. Cover the impingers with a 
dark cloth or piece of plastic to protect the 
absorbing solution from light during sam-
pling. 

16.8.3 Record the temperature and baro-
metric pressure. Note the gas flow rate 
through the rotameter. Open the closed end 
of the tee. Connect the sampling tube to the 
tee, ensuring a tight connection. Start the 
sampling pump and stopwatch simulta-
neously. Note the decrease in flow rate 
through the excess flow rotameter. This de-
crease should equal the known flow rate of 
the critical orifice being used. Continue sam-
pling for the period determined in Section 
16.7.5. 

16.8.4 When sampling is complete, turn off 
the pump and stopwatch. Disconnect the 
sampling line from the tee and plug it. Close 
the needle valve followed by the cylinder 
valve. Record the sampling time. 

16.9 Blank Analysis. While the sample is 
being collected, run a blank as follows: To a 
250-ml Erlenmeyer flask, add 100 ml of zinc 
acetate solution, 20.0 ml of 0.01 N iodine solu-
tion, and 2 ml HCl solution. Titrate, while 
stirring, with 0.01 N Na2S2O3 until the solu-

tion is light yellow. Add starch, and con-
tinue titrating until the blue color dis-
appears. Analyze a blank with each sample, 
as the blank titer has been observed to 
change over the course of a day. 

NOTE: Iodine titration of zinc acetate solu-
tions is difficult to perform because the solu-
tion turns slightly white in color near the 
end point, and the disappearance of the blue 
color is hard to recognize. In addition, a blue 
color may reappear in the solution about 30 
to 45 seconds after the titration endpoint is 
reached. This should not be taken to mean 
the original endpoint was in error. It is rec-
ommended that persons conducting this test 
perform several titrations to be able to cor-
rectly identify the endpoint. The importance 
of this should be recognized because the re-
sults of this analytical procedure are ex-
tremely sensitive to errors in titration. 

16.10 Sample Analysis. Sample treatment 
is similar to the blank treatment. Before de-
taching the stems from the bottoms of the 
impingers, add 20.0 ml of 0.01 N iodine solu-
tion through the stems of the impingers 
holding the zinc acetate solution, dividing it 
between the two (add about 15 ml to the first 
impinger and the rest to the second). Add 2 
ml HCl solution through the stems, dividing 
it as with the iodine. Disconnect the sam-
pling line, and store the impingers for 30 
minutes. At the end of 30 minutes, rinse the 
impinger stems into the impinger bottoms. 
Titrate the impinger contents with 0.01 N 
Na2S2O3. Do not transfer the contents of the 
impinger to a flask because this may result 
in a loss of iodine and cause a positive bias. 

16.11 Post-test Orifice Calibration. Con-
duct a post-test critical orifice calibration 
run using the calibration procedures out-
lined in Section 16.12.4. If the Qstd obtained 
before and after the test differs by more than 
5 percent, void the sample; if not, proceed to 
perform the calculations. 

16.12 Calibrations and Standardizations. 
16.12.1 Rotameter and Barometer. Same 

as Method 11, Sections 10.1.3 and 10.1.4. 
16.12.2 Na2S2O3 Solution, 0.1 N. Stand-

ardize the 0.1 N Na2S2O3 solution as follows: 
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To 80 ml water, stirring constantly, add 1 ml 
concentrated H2SO4, 10.0 ml of 0.100 N 
KH(IO3)2 and 1 g potassium iodide. Titrate 
immediately with 0.1 N Na2S2O3 until the so-
lution is light yellow. Add 3 ml starch solu-
tion, and titrate until the blue color just dis-
appears. Repeat the titration until replicate 
analyses agree within 0.05 ml. Take the aver-
age volume of Na2S2O3 consumed to calculate 
the normality to three decimal figures using 
Equation 16A–5. 

16.12.3 Iodine Solution, 0.01 N. Stand-
ardize the 0.01 N iodine solution as follows: 
Pipet 20.0 ml of 0.01 N iodine solution into a 
125-ml Erlenmeyer flask. Titrate with stand-
ard 0.01 N Na2S2O3 solution until the solution 
is light yellow. Add 3 ml starch solution, and 
continue titrating until the blue color just 
disappears. If the normality of the iodine 
tested is not 0.010, add a few ml of 0.1 N io-
dine solution if it is low, or a few ml of water 
if it is high, and standardize again. Repeat 
the titration until replicate values agree 
within 0.05 ml. Take the average volume to 

calculate the normality to three decimal fig-
ures using Equation 16A–6. 

16.12.4 Critical Orifice. Calibrate the crit-
ical orifice using the sampling train shown 
in Figure 16A–4 but without the H2S cylinder 
and vent rotameter. Connect the soap bubble 
meter to the Teflon line that is connected to 
the first impinger. Turn on the pump, and 
adjust the needle valve until the vacuum is 
higher than the critical vacuum determined 
in Section 16.7.4. Record the time required 
for gas flow to equal the soap bubble meter 
volume (use the 100-ml soap bubble meter for 
gas flow rates below 100 ml/min, otherwise 
use the 500-ml soap bubble meter). Make 
three runs, and record the data listed in 
Table 16A–1. Use these data to calculate the 
volumetric flow rate of the orifice. 

16.13 Calculations. 
16.13.1 Nomenclature. 

Bwa=Fraction of water vapor in ambient air 
during orifice calibration. 

CH2S=H2S concentration in cylinder gas, 
ppmv. 

K
mg

meq

L

mole

mole

g

g

mg

mL

L

L

l mL

L

meq

2 3

3 3

32 03
24 05 1

64 06

1

10

10 10

12025

=

=

.
.

.

μ

μ

Ma=Molecular weight of ambient air satu-
rated at impinger temperature, g/g-mole. 

Ms=Molecular weight of sample gas (nitro-
gen) saturated at impinger temperature, g/ 
g-mole. 
NOTE: (For tests carried out in a labora-

tory where the impinger temperature is 25 
°C, Ma=28.5 g/g-mole and Ms=27.7 g/g-mole.) 
NI=Normality of standard iodine solution 

(0.01 N), g-eq/liter. 
NT=Normality of standard Na2S2O3 solution 

(0.01 N), g-eq/liter. 
Pbar=Barometric pressure, mm Hg. 
Pstd=Standard absolute pressure, 760 mm Hg. 
Qstd=Average volumetric flow rate through 

critical orifice, liters/min. 
Tamb=Absolute ambient temperature, °K. 
Tstd=Standard absolute temperature, 293 °K. 
qs=Sampling time, min. 

qsb=Time for soap bubble meter flow rate 
measurement, min. 

Vm(std)=Sample gas volume measured by the 
critical orifice, corrected to standard con-
ditions, liters. 

Vsb=Volume of gas as measured by the soap 
bubble meter, ml. 

Vsb(std)=Volume of gas as measured by the 
soap bubble meter, corrected to standard 
conditions, liters. 

VI=Volume of standard iodine solution (0.01 
N) used, ml. 

VT=Volume of standard Na2S2O3 solution 
(0.01 N) used, ml. 

VTB=Volume of standard Na2S2O3 solution 
(0.01 N) used for the blank, ml. 

16.13.2 Normality of Standard Na2S2O3 So-
lution (0.1 N). 

N
mL Na S O consumedT = 1

2 2 3

Eq.  16A-5

16.13.3 Normality of Standard Iodine Solu-
tion (0.01 N). 
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N
N V

VI
T T

I

= Eq.  16A-6

16.13.4 Sample Gas Volume. 

V Q B
M

Mm std std s wa
a

b
( ) = −( )Θ 1 Eq.  16A-7

16.13.5 Concentration of H2S in the Gas 
Cylinder. 

17.0 References 

C
K N V V

VH S
T TB T

m std
2

=
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( )
Eq.  16A-8
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18.0 Tables, Diagrams, Flowcharts, and 
Validation Data 
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Date lllllllllllllllllllll

Critical orifice ID llllllllllllll

Soap bubble meter volume, Vsbll liters 
Time, qsb 
Run no. 1 ll min ll sec 
Run no. 2 ll min ll sec 
Run no. 3 ll min ll sec 
Average ll min ll sec 
Covert the seconds to fraction of minute: 
Time=ll min + ll Sec/60=ll min 

Barometric pressure, Pbar=ll mm Hg 
Ambient temperature, t amb=273 + ll °C=ll 

°K=ll mm Hg. (This should be approxi-
mately 0.4 times barometric pressure.) 

Pump vacuum, 
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V
V T P

T P

V

sb std
sb std bar

amb std

sb std

sb

( )

−

( )

=
( )

=

=

=

10 3

- - - - - - - - - -  liters

Q

- - - - - - - - - -  liters/min

std Θ

Table 16A–1. Critical Orifice Calibration 
Data 

METHOD 16B—DETERMINATION OF TOTAL RE-
DUCED SULFUR EMISSIONS FROM STA-
TIONARY SOURCES 

NOTE: This method does not include all of 
the specifications (e.g., equipment and sup-
plies) and procedures (e.g., sampling and ana-
lytical) essential to its performance. Some 
material is incorporated by reference from 
other methods in this part. Therefore, to ob-
tain reliable results, persons using this 
method should have a knowledge of at least 
the following additional test methods: Meth-
od 6C, Method 16, and Method 16A. 

1.0 Scope and Application 

1.1 Analytes. 

Analyte CAS No. 

Total reduced sulfur (TRS) including: N/A 
Dimethyl disulfide (DMDS), [(CH3)2S2] ....................................................................................................... 62–49–20 
Dimethyl sulfide (DMS), [(CH3)2S] .............................................................................................................. 75–18–3 
Hydrogen sulfide (H2S) ............................................................................................................................... 7783–06–4 
Methyl mercaptan (MeSH), [CH4S] ............................................................................................................. 74–93–1 

Reported as: Sulfur dioxide (SO2) ............................................................................................................................ 7449–09–5 

1.2 Applicability. This method is applica-
ble for determining TRS emissions from re-
covery furnaces (boilers), lime kilns, and 
smelt dissolving tanks at kraft pulp mills, 
and from other sources when specified in an 
applicable subpart of the regulations. The 
flue gas must contain at least 1 percent oxy-
gen for complete oxidation of all TRS to SO2. 

1.3 Data Quality Objectives. Adherence to 
the requirements of this method will en-
hance the quality of the data obtained from 
air pollutant sampling methods. 

2.0 Summary of Method 

2.1 An integrated gas sample is extracted 
from the stack. The SO2 is removed selec-
tively from the sample using a citrate buffer 
solution. The TRS compounds are then ther-
mally oxidized to SO2 and analyzed as SO2 by 
gas chromatography (GC) using flame photo-
metric detection (FPD). 

3.0 Definitions [Reserved] 

4.0 Interferences 

4.1 Reduced sulfur compounds other than 
those regulated by the emission standards, if 
present, may be measured by this method. 
Therefore, carbonyl sulfide, which is par-
tially oxidized to SO2 and may be present in 
a lime kiln exit stack, would be a positive 
interferant. 

4.2 Particulate matter from the lime kiln 
stack gas (primarily calcium carbonate) can 
cause a negative bias if it is allowed to enter 
the citrate scrubber; the particulate matter 

will cause the pH to rise and H2S to be ab-
sorbed before oxidation. Proper use of the 
particulate filter, described in Section 6.1.3 
of Method 16A, will eliminate this inter-
ference. 

4.3 Carbon monoxide (CO) and carbon di-
oxide (CO2) have substantial desensitizing ef-
fects on the FPD even after dilution. Accept-
able systems must demonstrate that they 
have eliminated this interference by some 
procedure such as eluting these compounds 
before the SO2. Compliance with this re-
quirement can be demonstrated by submit-
ting chromatograms of calibration gases 
with and without CO2 in diluent gas. The CO2 
level should be approximately 10 percent for 
the case with CO2 present. The two 
chromatograms should show agreement 
within the precision limits of Section 13.0. 

5.0 Safety 

5.1 Disclaimer. This method may involve 
hazardous materials, operations, and equip-
ment. This test method may not address all 
of the safety problems associated with its 
use. It is the responsibility of the user of this 
test method to establish appropriate safety 
and health practices and determine the ap-
plicability of regulatory limitations prior to 
performing this test method. 

5.2 Hydrogen Sulfide (H2S). A flammable, 
poisonous gas with the odor of rotten eggs. 
H2S is extremely hazardous and can cause 
collapse, coma, and death within a few sec-
onds of one or two inhalations at sufficient 
concentrations. Low concentrations irritate 
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the mucous membranes and may cause nau-
sea, dizziness, and headache after exposure. 

6.0 Equipment and Supplies 

6.1 Sample Collection. The sampling train 
is shown in Figure 16B–1. Modifications to 
the apparatus are accepted provided the sys-
tem performance check in Section 8.4.1 is 
met. 

6.1.1 Probe, Probe Brush, Particulate Fil-
ter, SO2 Scrubber, Combustion Tube, and 
Furnace. Same as in Method 16A, Sections 
6.1.1 to 6.1.6. 

6.1.2 Sampling Pump. Leakless Teflon- 
coated diaphragm type or equivalent. 

6.2 Analysis. 
6.2.1 Dilution System (optional), Gas 

Chromatograph, Oven, Temperature Gauges, 
Flow System, Flame Photometric Detector, 
Electrometer, Power Supply, Recorder, Cali-
bration System, Tube Chamber, Flow Sys-
tem, and Constant Temperature Bath. Same 
as in Method 16, Sections 6.2.1, 6.2.2, and 6.3. 

6.2.2 Gas Chromatograph Columns. Same 
as in Method 16, Section 6.2.3. Other columns 
with demonstrated ability to resolve SO2 and 
be free from known interferences are accept-
able alternatives. Single column systems 
such as a 7-ft Carbsorb B HT 100 column have 
been found satisfactory in resolving SO2 
from CO2. 

7.0 Reagents and Standards 

Same as in Method 16, Section 7.0, except 
for the following: 

7.1 Calibration Gas. SO2 permeation tube 
gravimetrically calibrated and certified at 
some convenient operating temperature. 
These tubes consist of hermetically sealed 
FEP Teflon tubing in which a liquefied gas-
eous substance is enclosed. The enclosed gas 
permeates through the tubing wall at a con-
stant rate. When the temperature is con-
stant, calibration gases covering a wide 
range of known concentrations can be gen-
erated by varying and accurately measuring 
the flow rate of diluent gas passing over the 
tubes. In place of SO2 permeation tubes, cyl-
inder gases containing SO2 in nitrogen may 
be used for calibration. The cylinder gas con-
centration must be verified according to Sec-
tion 8.2.1 of Method 6C. The calibration gas 
is used to calibrate the GC/FPD system and 
the dilution system. 

7.2 Recovery Check Gas. 
7.2.1 Hydrogen sulfide [100 parts per mil-

lion by volume (ppmv) or less] in nitrogen, 
stored in aluminum cylinders. Verify the 
concentration by Method 11, the procedure 
discussed in Section 16.0 of Method 16A, or 
gas chromatography where the instrument is 
calibrated with an H2S permeation tube as 

described below. For the wet-chemical meth-
ods, the standard deviation should not ex-
ceed 5 percent on at least three 20-minute 
runs. 

7.2.2 Hydrogen sulfide recovery gas gen-
erated from a permeation device gravimetri-
cally calibrated and certified at some con-
venient operation temperature may be used. 
The permeation rate of the device must be 
such that at a dilution gas flow rate of 3 li-
ters/min (64 ft3/hr), an H2S concentration in 
the range of the stack gas or within 20 per-
cent of the emission standard can be gen-
erated. 

7.3 Combustion Gas. Gas containing less 
than 50 ppbv reduced sulfur compounds and 
less than 10 ppmv total hydrocarbons. The 
gas may be generated from a clean-air sys-
tem that purifies ambient air and consists of 
the following components: diaphragm pump, 
silica gel drying tube, activated charcoal 
tube, and flow rate measuring device. Gas 
from a compressed air cylinder is also ac-
ceptable. 

8.0 Sample Collection, Preservation, Storage, 
and Transport 

8.1 Pretest Procedures. Same as in Meth-
od 15, Section 8.1. 

8.2 Sample Collection. Before any source 
sampling is performed, conduct a system per-
formance check as detailed in Section 8.4.1 
to validate the sampling train components 
and procedures. Although this test is op-
tional, it would significantly reduce the pos-
sibility of rejecting tests as a result of fail-
ing the post-test performance check. At the 
completion of the pretest system perform-
ance check, insert the sampling probe into 
the test port making certain that no dilution 
air enters the stack though the port. Condi-
tion the entire system with sample for a 
minimum of 15 minutes before beginning 
analysis. If the sample is diluted, determine 
the dilution factor as in Section 10.4 of Meth-
od 15. 

8.3 Analysis. Inject aliquots of the sample 
into the GC/FPD analyzer for analysis. De-
termine the concentration of SO2 directly 
from the calibration curves or from the 
equation for the least-squares line. 

8.4. Post-Test Procedures 
8.4.1 System Performance Check. Same as 

in Method 16A, Section 8.5. A sufficient num-
ber of sample injections should be made so 
that the precision requirements of Section 
13.2 are satisfied. 

8.4.2 Determination of Calibration Drift. 
Same as in Method 15, Section 8.3.2. 

9.0 Quality Control 

Section Quality control measure Effect 

8.2, 8.3 ............ System performance check ............................. Ensure validity of sampling train components and analytical 
procedure. 
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Section Quality control measure Effect 

8.1 ................... Sampling equipment leak-check and calibra-
tion.

Ensure accurate measurement of stack gas flow rate, sample 
volume. 

10.0 ................. Analytical calibration ........................................ Ensure precision of analytical results within 5 percent. 

10.0 Calibration 

Same as in Method 16, Section 10, except 
SO2 is used instead of H2S. 

11.0 Analytical Procedure 

11.1 Sample collection and analysis are 
concurrent for this method (see section 8.3). 

12.0 Data Analysis and Calculations 
12.1 Nomenclature. 
CSO2=Sulfur dioxide concentration, ppmv. 
CTRS=Total reduced sulfur concentration as 

determined by Equation 16B–1, ppmv. 
d=Dilution factor, dimensionless. 
N=Number of samples. 

12.2 SO2 Concentration. Determine the 
concentration of SO2, CSO2, directly from the 
calibration curves. Alternatively, the con-
centration may be calculated using the equa-
tion for the least-squares line. 

12.3 TRS Concentration. 

C C dTRS SO=
2

Eq.  16B-1
12.4 Average TRS Concentration 

Avg C

C

NTRS

TRS
i

n

. = =
∑

1 Eq.  16B-2

13.0 Method Performance. 

13.1 Range and Sensitivity. Coupled with 
a GC using a 1-ml sample size, the maximum 
limit of the FPD for SO2 is approximately 10 
ppmv. This limit is extended by diluting the 
sample gas before analysis or by reducing 
the sample aliquot size. For sources with 
emission levels between 10 and 100 ppm, the 
measuring range can be best extended by re-
ducing the sample size. 

13.2 GC/FPD Calibration and Precision. A 
series of three consecutive injections of the 
sample calibration gas, at any dilution, must 
produce results which do not vary by more 
than 5 percent from the mean of the three in-
jections. 

13.3 Calibration Drift. The calibration 
drift determined from the mean of the three 
injections made at the beginning and end of 
any run or series of runs within a 24-hour pe-
riod must not exceed 5 percent. 

13.4 System Calibration Accuracy. Losses 
through the sample transport system must 
be measured and a correction factor devel-
oped to adjust the calibration accuracy to 
100 percent. 

13.5 Field tests between this method and 
Method 16A showed an average difference of 
less than 4.0 percent. This difference was not 
determined to be significant. 

14.0 Pollution Prevention [Reserved] 

15.0 Waste Management [Reserved] 

16.0 References 

1. Same as in Method 16, Section 16.0. 
2. National Council of the Paper Industry 

for Air and Stream Improvement, Inc, A 
Study of TRS Measurement Methods. Tech-
nical Bulletin No. 434. New York, NY. May 
1984. 12p. 

3. Margeson, J.H., J.E. Knoll, and M.R. 
Midgett. A Manual Method for TRS Deter-
mination. Draft available from the authors. 
Source Branch, Quality Assurance Division, 
U.S. Environmental Protection Agency, Re-
search Triangle Park, NC 27711. 

17.0 Tables, Diagrams, Flowcharts, and 
Validation Data 
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METHOD 17—DETERMINATION OF PARTICULATE 
MATTER EMISSIONS FROM STATIONARY 
SOURCES 

NOTE: This method does not include all of 
the specifications (e.g., equipment and sup-
plies) and procedures (e.g., sampling and ana-
lytical) essential to its performance. Some 
material is incorporated by reference from 
other methods in this part. Therefore, to ob-

tain reliable results, persons using this 
method should have a thorough knowledge of 
at least the following additional test meth-
ods: Method 1, Method 2, Method 3, Method 5. 

1.0 Scope and Application 

1.1 Analyte. Particulate matter (PM). No 
CAS number assigned. 
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NOTE: Particulate matter is not an abso-
lute quantity. It is a function of temperature 
and pressure. Therefore, to prevent varia-
bility in PM emission regulations and/or as-
sociated test methods, the temperature and 
pressure at which PM is to be measured must 
be carefully defined. Of the two variables 
(i.e., temperature and pressure), temperature 
has the greater effect upon the amount of 
PM in an effluent gas stream; in most sta-
tionary source categories, the effect of pres-
sure appears to be negligible. In Method 5, 
120 °C (248 °F) is established as a nominal ref-
erence temperature. Thus, where Method 5 is 
specified in an applicable subpart of the 
standard, PM is defined with respect to tem-
perature. In order to maintain a collection 
temperature of 120 °C (248 °F), Method 5 em-
ploys a heated glass sample probe and a 
heated filter holder. This equipment is some-
what cumbersome and requires care in its 
operation. Therefore, where PM concentra-
tions (over the normal range of temperature 
associated with a specified source category) 
are known to be independent of temperature, 
it is desirable to eliminate the glass probe 
and the heating systems, and to sample at 
stack temperature. 

1.2 Applicability. This method is applica-
ble for the determination of PM emissions, 
where PM concentrations are known to be 
independent of temperature over the normal 
range of temperatures characteristic of 
emissions from a specified source category. 
It is intended to be used only when specified 
by an applicable subpart of the standards, 
and only within the applicable temperature 
limits (if specified), or when otherwise ap-
proved by the Administrator. This method is 
not applicable to stacks that contain liquid 
droplets or are saturated with water vapor. 
In addition, this method shall not be used as 
written if the projected cross-sectional area 
of the probe extension-filter holder assembly 
covers more than 5 percent of the stack 
cross-sectional area (see Section 8.1.2). 

1.3 Data Quality Objectives. Adherence to 
the requirements of this method will en-
hance the quality of the data obtained from 
air pollutant sampling methods. 

2.0 Summary of Method 

2.1 Particulate matter is withdrawn 
isokinetically from the source and collected 
on a glass fiber filter maintained at stack 
temperature. The PM mass is determined 
gravimetrically after the removal of 
uncombined water. 

3.0 Definitions 

Same as Method 5, Section 3.0. 

4.0 Interferences [Reserved] 

5.0 Safety 

5.1 Disclaimer. This method may involve 
hazardous materials, operations, and equip-
ment. This test method may not address all 
of the safety problems associated with its 
use. It is the responsibility of the user of this 
test method to establish appropriate safety 
and health practices and determine the ap-
plicability of regulatory limitations prior to 
performing this test method. 

6.0 Equipment and Supplies 

6.1 Sampling Train. A schematic of the 
sampling train used in this method is shown 
in Figure 17–1. The sampling train compo-
nents and operation and maintenance are 
very similar to Method 5, which should be 
consulted for details. 

6.1.1 Probe Nozzle, Differential Pressure 
Gauge, Metering System, Barometer, Gas 
Density Determination Equipment. Same as 
in Method 5, Sections 6.1.1, 6.1.4, 6.1.8, 6.1.9, 
and 6.1.10, respectively. 

6.1.2 Filter Holder. The in-stack filter 
holder shall be constructed of borosilicate or 
quartz glass, or stainless steel. If a gasket is 
used, it shall be made of silicone rubber, Tef-
lon, or stainless steel. Other holder and gas-
ket materials may be used, subject to the ap-
proval of the Administrator. The filter hold-
er shall be designed to provide a positive seal 
against leakage from the outside or around 
the filter. 

6.1.3 Probe Extension. Any suitable rigid 
probe extension may be used after the filter 
holder. 

6.1.4 Pitot Tube. Same as in Method 5, 
Section 6.1.3. 

6.1.4.1 It is recommended (1) that the 
pitot tube have a known baseline coefficient, 
determined as outlined in Section 10 of 
Method 2; and (2) that this known coefficient 
be preserved by placing the pitot tube in an 
interference-free arrangement with respect 
to the sampling nozzle, filter holder, and 
temperature sensor (see Figure 17–1). Note 
that the 1.9 cm (3⁄4-in.) free-space between 
the nozzle and pitot tube shown in Figure 17– 
1, is based on a 1.3 cm (1⁄2-in.) ID nozzle. If the 
sampling train is designed for sampling at 
higher flow rates than that described in 
APTD-0581, thus necessitating the use of 
larger sized nozzles, the free-space shall be 
1.9 cm (3⁄4-in.) with the largest sized nozzle in 
place. 

6.1.4.2 Source-sampling assemblies that do 
not meet the minimum spacing requirements 
of Figure 17–1 (or the equivalent of these re-
quirements, e.g., Figure 2–4 of Method 2) may 
be used; however, the pitot tube coefficients 
of such assemblies shall be determined by 
calibration, using methods subject to the ap-
proval of the Administrator. 
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6.1.5 Condenser. It is recommended that 
the impinger system or alternatives de-
scribed in Method 5 be used to determine the 
moisture content of the stack gas. Flexible 
tubing may be used between the probe exten-
sion and condenser. Long tubing lengths may 
affect the moisture determination. 

6.2 Sample Recovery. Probe-liner and 
probe-nozzle brushes, wash bottles, glass 
sample storage containers, petri dishes, 
graduated cylinder and/or balance, plastic 
storage containers, funnel and rubber police-
man, funnel. Same as in Method 5, Sections 
6.2.1 through 6.2.8, respectively. 

6.3 Sample Analysis. Glass weighing 
dishes, desiccator, analytical balance, bal-
ance, beakers, hygrometer, temperature sen-
sor. Same as in Method 5, Sections 6.3.1 
through 6.3.7, respectively. 

7.0 Reagents and Standards 

7.1 Sampling. Filters, silica gel, water, 
crushed ice, stopcock grease. Same as in 
Method 5, Sections 7.1.1, 7.1.2, 7.1.3, 7.1.4, and 
7.1.5, respectively. Thimble glass fiber filters 
may also be used. 

7.2 Sample Recovery. Acetone (reagent 
grade). Same as in Method 5, Section 7.2. 

7.3 Sample Analysis. Acetone and Des-
iccant. Same as in Method 5, Sections 7.3.1 
and 7.3.2, respectively. 

8.0 Sample Collection, Preservation, Storage, 
and Transport 

8.1 Sampling. 
8.1.1 Pretest Preparation. Same as in 

Method 5, Section 8.1.1. 
8.1.2 Preliminary Determinations. Same 

as in Method 5, Section 8.1.2, except as fol-
lows: Make a projected-area model of the 
probe extension-filter holder assembly, with 
the pitot tube face openings positioned along 
the centerline of the stack, as shown in Fig-
ure 17–2. Calculate the estimated cross-sec-
tion blockage, as shown in Figure 17–2. If the 
blockage exceeds 5 percent of the duct cross 
sectional area, the tester has the following 
options exist: (1) a suitable out-of-stack fil-
tration method may be used instead of in- 
stack filtration; or (2) a special in-stack ar-
rangement, in which the sampling and veloc-
ity measurement sites are separate, may be 
used; for details concerning this approach, 
consult with the Administrator (see also Ref-
erence 1 in Section 17.0). Select a probe ex-
tension length such that all traverse points 
can be sampled. For large stacks, consider 
sampling from opposite sides of the stack to 
reduce the length of probes. 

8.1.3 Preparation of Sampling Train. 
Same as in Method 5, Section 8.1.3, except 
the following: Using a tweezer or clean dis-
posable surgical gloves, place a labeled (iden-
tified) and weighed filter in the filter holder. 
Be sure that the filter is properly centered 
and the gasket properly placed so as not to 

allow the sample gas stream to circumvent 
the filter. Check filter for tears after assem-
bly is completed. Mark the probe extension 
with heat resistant tape or by some other 
method to denote the proper distance into 
the stack or duct for each sampling point. 
Assemble the train as in Figure 17–1, using a 
very light coat of silicone grease on all 
ground glass joints and greasing only the 
outer portion (see APTD–0576) to avoid possi-
bility of contamination by the silicone 
grease. Place crushed ice around the 
impingers. 

8.1.4 Leak-Check Procedures. Same as in 
Method 5, Section 8.1.4, except that the filter 
holder is inserted into the stack during the 
sampling train leak-check. To do this, plug 
the inlet to the probe nozzle with a material 
that will be able to withstand the stack tem-
perature. Insert the filter holder into the 
stack and wait approximately 5 minutes (or 
longer, if necessary) to allow the system to 
come to equilibrium with the temperature of 
the stack gas stream. 

8.1.5 Sampling Train Operation. The oper-
ation is the same as in Method 5. Use a data 
sheet such as the one shown in Figure 5–3 of 
Method 5, except that the filter holder tem-
perature is not recorded. 

8.1.6 Calculation of Percent Isokinetic. 
Same as in Method 5, Section 12.11. 

8.2 Sample Recovery. 
8.2.1 Proper cleanup procedure begins as 

soon as the probe extension assembly is re-
moved from the stack at the end of the sam-
pling period. Allow the assembly to cool. 

8.2.2 When the assembly can be safely 
handled, wipe off all external particulate 
matter near the tip of the probe nozzle and 
place a cap over it to prevent losing or gain-
ing particulate matter. Do not cap off the 
probe tip tightly while the sampling train is 
cooling down as this would create a vacuum 
in the filter holder, forcing condenser water 
backward. 

8.2.3 Before moving the sample train to 
the cleanup site, disconnect the filter holder- 
probe nozzle assembly from the probe exten-
sion; cap the open inlet of the probe exten-
sion. Be careful not to lose any condensate, 
if present. Remove the umbilical cord from 
the condenser outlet and cap the outlet. If a 
flexible line is used between the first im-
pinger (or condenser) and the probe exten-
sion, disconnect the line at the probe exten-
sion and let any condensed water or liquid 
drain into the impingers or condenser. Dis-
connect the probe extension from the con-
denser; cap the probe extension outlet. After 
wiping off the silicone grease, cap off the 
condenser inlet. Ground glass stoppers, plas-
tic caps, or serum caps (whichever are appro-
priate) may be used to close these openings. 

8.2.4 Transfer both the filter holder-probe 
nozzle assembly and the condenser to the 
cleanup area. This area should be clean and 
protected from the wind so that the chances 
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of contaminating or losing the sample will 
be minimized. 

8.2.5 Save a portion of the acetone used 
for cleanup as a blank. Take 200 ml of this 
acetone from the wash bottle being used and 
place it in a glass sample container labeled 
‘‘acetone blank.’’ Inspect the train prior to 
and during disassembly and not any abnor-
mal conditions. Treat the sample as dis-
cussed in Method 5, Section 8.2. 

9.0 Quality Control [Reserved] 

10.0 Calibration and Standardization 

The calibrations of the probe nozzle, pitot 
tube, metering system, temperature sensors, 
and barometer are the same as in Method 5, 
Sections 10.1 through 10.3, 10.5, and 10.6, re-
spectively. 

11.0 Analytical Procedure 

Same as in Method 5, Section 11.0. Analyt-
ical data should be recorded on a form simi-
lar to that shown in Figure 5–6 of Method 5. 

12.0 Data Analysis and Calculations. 

Same as in Method 5, Section 12.0. 

13.0 Method Performance [Reserved] 

14.0 Pollution Prevention [Reserved] 

15.0 Waste Management [Reserved] 

16.0 Alternative Procedures 

Same as in Method 5, Section 16.0. 

17.0 References 

Same as in Method 5, Section 17.0, with the 
addition of the following: 

1. Vollaro, R.F. Recommended Procedure 
for Sample Traverses in Ducts Smaller than 
12 Inches in Diameter. U.S. Environmental 
Protection Agency, Emission Measurement 
Branch. Research Triangle Park, NC. Novem-
ber 1976. 

18.0 Tables, Diagrams, Flowcharts, and 
Validation Data 
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METHOD 18—MEASUREMENT OF GASEOUS OR-
GANIC COMPOUND EMISSIONS BY GAS CHRO-
MATOGRAPHY 

NOTE: This method is not inclusive with re-
spect to specifications (e.g., equipment and 
supplies) and procedures (e.g., sampling and 
analytical) essential to its performance. 
Some material is incorporated by reference 
from other methods in this part. Therefore, 

to obtain reliable results, persons using this 
method should have a thorough knowledge of 
at least the following additional test meth-
ods: Method 1, Method 2, Method 3. 

NOTE: This method should not be at-
tempted by persons unfamiliar with the per-
formance characteristics of gas chroma-
tography, nor by those persons who are unfa-
miliar with source sampling. Particular care 
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should be exercised in the area of safety con-
cerning choice of equipment and operation in 
potentially explosive atmospheres. 

1.0 Scope and Application 

1.1 Analyte. Total gaseous organic com-
pounds. 

1.2 Applicability. 
1.2.1 This method is designed to measure 

gaseous organics emitted from an industrial 
source. While designed for ppm level sources, 
some detectors are quite capable of detecting 
compounds at ambient levels, e.g., ECD, 
ELCD, and helium ionization detectors. 
Some other types of detectors are evolving 
such that the sensitivity and applicability 
may well be in the ppb range in only a few 
years. 

1.2.2 This method will not determine com-
pounds that (1) are polymeric (high molec-
ular weight), (2) can polymerize before anal-
ysis, or (3) have very low vapor pressures at 
stack or instrument conditions. 

1.3 Range. The lower range of this method 
is determined by the sampling system; ad-
sorbents may be used to concentrate the 
sample, thus lowering the limit of detection 
below the 1 part per million (ppm) typically 
achievable with direct interface or bag sam-
pling. The upper limit is governed by GC de-
tector saturation or column overloading; the 
upper range can be extended by dilution of 
sample with an inert gas or by using smaller 
volume gas sampling loops. The upper limit 
can also be governed by condensation of 
higher boiling compounds. 

1.4 Sensitivity. The sensitivity limit for a 
compound is defined as the minimum detect-
able concentration of that compound, or the 
concentration that produces a signal-to- 
noise ratio of three to one. The minimum de-
tectable concentration is determined during 
the presurvey calibration for each com-
pound. 

2.0 Summary of Method 

The major organic components of a gas 
mixture are separated by gas chroma-
tography (GC) and individually quantified by 
flame ionization, photoionization, electron 
capture, or other appropriate detection prin-
ciples. The retention times of each separated 
component are compared with those of 
known compounds under identical condi-
tions. Therefore, the analyst confirms the 
identity and approximate concentrations of 
the organic emission components before-
hand. With this information, the analyst 
then prepares or purchases commercially 
available standard mixtures to calibrate the 
GC under conditions identical to those of the 
samples. The analyst also determines the 
need for sample dilution to avoid detector 
saturation, gas stream filtration to elimi-
nate particulate matter, and prevention of 
moisture condensation. 

3.0 Definitions [Reserved] 

4.0 Interferences 

4.1 Resolution interferences that may 
occur can be eliminated by appropriate GC 
column and detector choice or by shifting 
the retention times through changes in the 
column flow rate and the use of temperature 
programming. 

4.2 The analytical system is demonstrated 
to be essentially free from contaminants by 
periodically analyzing blanks that consist of 
hydrocarbon-free air or nitrogen. 

4.3 Sample cross-contamination that oc-
curs when high-level and low-level samples 
or standards are analyzed alternately is best 
dealt with by thorough purging of the GC 
sample loop between samples. 

4.4 To assure consistent detector re-
sponse, calibration gases are contained in 
dry air. To adjust gaseous organic concentra-
tions when water vapor is present in the 
sample, water vapor concentrations are de-
termined for those samples, and a correction 
factor is applied. 

4.5 The gas chromatograph run time must 
be sufficient to clear all eluting peaks from 
the column before proceeding to the next run 
(in order to prevent sample carryover). 

5.0 Safety 

5.1 Disclaimer. This method may involve 
hazardous materials, operations, and equip-
ment. This test method may not address all 
of the safety problems associated with its 
use. It is the responsibility of the user of this 
test method to establish appropriate safety 
and health practices and determine the ap-
plicability of regulatory limitations prior to 
performing this test method. The analyzer 
users manual should be consulted for specific 
precautions to be taken with regard to the 
analytical procedure. 

6.0 Equipment and Supplies 

6.1 Equipment needed for the presurvey 
sampling procedure can be found in Section 
16.1.1. 

6.2 Equipment needed for the integrated 
bag sampling and analysis procedure can be 
found in Section 8.2.1.1.1. 

6.3 Equipment needed for direct interface 
sampling and analysis can be found in Sec-
tion 8.2.2.1. 

6.4 Equipment needed for the dilution 
interface sampling and analysis can be found 
in Section 8.2.3.1. 

6.5 Equipment needed for adsorbent tube 
sampling and analysis can be found in Sec-
tion 8.2.4.1. 

7.0 Reagents and Standards 

7.1 Reagents needed for the presurvey 
sampling procedure can be found in Section 
16.1.2. 
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8.0 Sample Collection, Preservation, Storage, 
and Transport 

8.2 Final Sampling and Analysis Proce-
dure. Considering safety (flame hazards) and 
the source conditions, select an appropriate 
sampling and analysis procedure (Section 
8.2.1, 8.2.2, 8.2.3 or 8.2.4). In situations where 
a hydrogen flame is a hazard and no intrinsi-
cally safe GC is suitable, use the flexible bag 
collection technique or an adsorption tech-
nique. 

8.2.1 Integrated Bag Sampling and Anal-
ysis. 

8.2.1.1 Evacuated Container Sampling 
Procedure. In this procedure, the bags are 
filled by evacuating the rigid air-tight con-
tainer holding the bags. Use a field sample 
data sheet as shown in Figure 18–10. Collect 
triplicate samples from each sample loca-
tion. 

8.2.1.1.1 Apparatus. 
8.2.1.1.1.1 Probe. Stainless steel, Pyrex 

glass, or Teflon tubing probe, according to 
the duct temperature, with Teflon tubing of 
sufficient length to connect to the sample 
bag. Use stainless steel or Teflon unions to 
connect probe and sample line. 

8.2.1.1.1.2 Quick Connects. Male (2) and fe-
male (2) of stainless steel construction. 

8.2.1.1.1.3 Needle Valve. To control gas 
flow. 

8.2.1.1.1.4 Pump. Leakless Teflon-coated 
diaphragm-type pump or equivalent. To de-
liver at least 1 liter/min. 

8.2.1.1.1.5 Charcoal Adsorption Tube. Tube 
filled with activated charcoal, with glass 
wool plugs at each end, to adsorb organic va-
pors. 

8.2.1.1.1.6 Flowmeter. 0 to 500-ml flow 
range; with manufacturer’s calibration 
curve. 

8.2.1.1.2 Sampling Procedure. To obtain a 
sample, assemble the sample train as shown 
in Figure 18–9. Leak-check both the bag and 
the container. Connect the vacuum line from 
the needle valve to the Teflon sample line 
from the probe. Place the end of the probe at 
the centroid of the stack or at a point no 
closer to the walls than 1 m, and start the 
pump. Set the flow rate so that the final vol-
ume of the sample is approximately 80 per-
cent of the bag capacity. After allowing suf-
ficient time to purge the line several times, 
connect the vacuum line to the bag, and 
evacuate until the rotameter indicates no 
flow. Then position the sample and vacuum 
lines for sampling, and begin the actual sam-
pling, keeping the rate proportional to the 
stack velocity. As a precaution, direct the 
gas exiting the rotameter away from sam-
pling personnel. At the end of the sample pe-
riod, shut off the pump, disconnect the sam-
ple line from the bag, and disconnect the 
vacuum line from the bag container. Record 
the source temperature, barometric pressure, 
ambient temperature, sampling flow rate, 

and initial and final sampling time on the 
data sheet shown in Figure 18–10. Protect the 
Tedlar bag and its container from sunlight. 
Record the time lapsed between sample col-
lection and analysis, and then conduct the 
recovery procedure in Section 8.4.2. 

8.2.1.2 Direct Pump Sampling Procedure. 
Follow 8.2.1.1, except place the pump and 
needle valve between the probe and the bag. 
Use a pump and needle valve constructed of 
inert material not affected by the stack gas. 
Leak-check the system, and then purge with 
stack gas before connecting to the pre-
viously evacuated bag. 

8.2.1.3 Explosion Risk Area Bag Sampling 
Procedure. Follow 8.2.1.1 except replace the 
pump with another evacuated can (see Fig-
ure 18–9a). Use this method whenever there is 
a possibility of an explosion due to pumps, 
heated probes, or other flame producing 
equipment. 

8.2.1.4 Other Modified Bag Sampling Pro-
cedures. In the event that condensation is 
observed in the bag while collecting the sam-
ple and a direct interface system cannot be 
used, heat the bag during collection, and 
maintain it at a suitably elevated tempera-
ture during all subsequent operations. (NOTE: 
Take care to leak-check the system prior to 
the dilutions so as not to create a poten-
tially explosive atmosphere.) As an alter-
native, collect the sample gas, and simulta-
neously dilute it in the Tedlar bag. 

8.2.1.4.1 First Alternative Procedure. Heat 
the box containing the sample bag to 120 °C 
(±5 °C). Then transport the bag as rapidly as 
possible to the analytical area while main-
taining the heating, or cover the box with an 
insulating blanket. In the analytical area, 
keep the box heated to 120 °C (±5 °C) until 
analysis. Be sure that the method of heating 
the box and the control for the heating cir-
cuit are compatible with the safety restric-
tions required in each area. 

8.2.1.4.2 Second Alternative Procedure. 
Prefill the Tedlar bag with a known quantity 
of inert gas. Meter the inert gas into the bag 
according to the procedure for the prepara-
tion of gas concentration standards of vola-
tile liquid materials (Section 10.1.2.2), but 
eliminate the midget impinger section. Take 
the partly filled bag to the source, and meter 
the source gas into the bag through heated 
sampling lines and a heated flowmeter, or 
Teflon positive displacement pump. Verify 
the dilution factors before sampling each bag 
through dilution and analysis of gases of 
known concentration. 

8.2.1.5 Analysis of Bag Samples. 
8.2.1.5.1 Apparatus. Same as Section 8.1. A 

minimum of three gas standards are re-
quired. 

8.2.1.5.2 Procedure. 
8.2.1.5.2.1 Establish proper GC operating 

conditions as described in Section 10.2, and 
record all data listed in Figure 18–7. Prepare 
the GC so that gas can be drawn through the 
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sample valve. Flush the sample loop with 
calibration gas mixture, and activate the 
valve (sample pressure at the inlet to the GC 
introduction valve should be similar during 
calibration as during actual sample anal-
ysis). Obtain at least three chromatograms 
for the mixture. The results are acceptable 
when the peak areas for the three injections 
agree to within 5 percent of their average. If 
they do not agree, run additional samples or 
correct the analytical techniques until this 
requirement is met. Then analyze the other 
two calibration mixtures in the same man-
ner. Prepare a calibration curve as described 
in Section 10.2. 

8.2.1.5.2.3 Analyze the three source gas 
samples by connecting each bag to the sam-
pling valve with a piece of Teflon tubing 
identified with that bag. Analyze each bag 
sample three times. Record the data in Fig-
ure 18–11. If certain items do not apply, use 
the notation ‘‘N.A.’’ If the bag has been 
maintained at an elevated temperature as 
described in Section 8.2.1.4, determine the 
stack gas water content by Method 4. After 
all samples have been analyzed, repeat the 
analysis of the mid-level calibration gas for 
each compound. Compare the average re-
sponse factor of the pre- and post-test anal-
ysis for each compound. If they differ by 
>5percent, analyze the other calibration gas 
levels for that compound, and prepare a cali-
bration curve using all the pre- and post-test 
calibration gas mixture values. If the two re-
sponse factor averages (pre-and post-test) 
differ by less than 5 percent from their mean 
value, the tester has the option of using only 
the pre-test calibration curve to generate 
the concentration values. 

8.2.1.6 Determination of Bag Water Vapor 
Content. Measure the ambient temperature 
and barometric pressure near the bag. From 
a water saturation vapor pressure table, de-
termine and record the water vapor content 
of the bag as a decimal figure. (Assume the 
relative humidity to be 100 percent unless a 
lesser value is known.) If the bag has been 
maintained at an elevated temperature as 
described in Section 8.2.1.4, determine the 
stack gas water content by Method 4. 

8.2.1.8 Emission Calculations. From the 
calibration curve described in Section 8.2.1.5, 
select the value of Cs that corresponds to the 
peak area. Calculate the concentration Cc in 
ppm, dry basis, of each organic in the sample 
using Equation 18–5 in Section 12.6. 

8.2.2 Direct Interface Sampling and Anal-
ysis Procedure. The direct interface proce-
dure can be used provided that the moisture 
content of the gas does not interfere with 
the analysis procedure, the physical require-
ments of the equipment can be met at the 
site, and the source gas concentration falls 
within the linear range of the detector. Ad-
here to all safety requirements with this 
method. 

8.2.2.1 Apparatus. 

8.2.2.1.1 Probe. Constructed of stainless 
steel, Pyrex glass, or Teflon tubing as dic-
tated by duct temperature and reactivity of 
target compounds. A filter or glass wool plug 
may be needed if particulate is present in the 
stack gas. If necessary, heat the probe with 
heating tape or a special heating unit capa-
ble of maintaining a temperature greater 
than 110 °C. 

8.2.2.1.2 Sample Lines. 6.4-mm OD (or 
other diameter as needed) Teflon lines, heat- 
traced to prevent condensation of material 
(greater than 110 °C). 

8.2.2.1.3 Quick Connects. To connect sam-
ple line to gas sampling valve on GC instru-
ment and to pump unit used to withdraw 
source gas. Use a quick connect or equiva-
lent on the cylinder or bag containing cali-
bration gas to allow connection of the cali-
bration gas to the gas sampling valve. 

8.2.2.1.4 Thermocouple Readout Device. 
Potentiometer or digital thermometer, to 
measure source temperature and probe tem-
perature. 

8.2.2.1.5 Heated Gas Sampling Valve. Of 
two-position, six-port design, to allow sam-
ple loop to be purged with source gas or to 
direct source gas into the GC instrument. 

8.2.2.1.6 Needle Valve. To control gas sam-
pling rate from the source. 

8.2.2.1.7 Pump. Leakless Teflon-coated di-
aphragm-type pump or equivalent, capable of 
at least 1 liter/minute sampling rate. 

8.2.2.1.8 Flowmeter. Of suitable range to 
measure sampling rate. 

8.2.2.1.9 Charcoal Adsorber. To adsorb or-
ganic vapor vented from the source to pre-
vent exposure of personnel to source gas. 

8.2.2.1.10 Gas Cylinders. Carrier gas, oxy-
gen and fuel as needed to run GC and detec-
tor. 

8.2.2.1.11 Gas Chromatograph. Capable of 
being moved into the field, with detector, 
heated gas sampling valve, column required 
to complete separation of desired compo-
nents, and option for temperature program-
ming. 

8.2.2.1.12 Recorder/Integrator. To record 
results. 

8.2.2.2 Procedure. Calibrate the GC using 
the procedures in Section 8.2.1.5.2.1. To ob-
tain a stack gas sample, assemble the sam-
pling system as shown in Figure 18–12. Make 
sure all connections are tight. Turn on the 
probe and sample line heaters. As the tem-
perature of the probe and heated line ap-
proaches the target temperature as indicated 
on the thermocouple readout device, control 
the heating to maintain a temperature 
greater than 110 °C. Conduct a 3-point cali-
bration of the GC by analyzing each gas mix-
ture in triplicate. Generate a calibration 
curve. Place the inlet of the probe at the 
centroid of the duct, or at a point no closer 
to the walls than 1 m, and draw source gas 
into the probe, heated line, and sample loop. 
After thorough flushing, analyze the stack 
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gas sample using the same conditions as for 
the calibration gas mixture. For each run, 
sample, analyze, and record five consecutive 
samples. A test consists of three runs (five 
samples per run times three runs, for a total 
of fifteen samples). After all samples have 
been analyzed, repeat the analysis of the 
mid-level calibration gas for each compound. 
For each calibration standard, compare the 
pre- and post-test average response factors 
(RF) for each compound. If the two calibra-
tion RF values (pre- and post-analysis) differ 
by more than 5 percent from their mean 
value, then analyze the other calibration gas 
levels for that compound and determine the 
stack gas sample concentrations by compari-
son to both calibration curves (this is done 
by preparing a calibration curve using all 
the pre- and post-test calibration gas mix-
ture values.) If the two calibration RF values 
differ by less than 5 percent from their mean 
value, the tester has the option of using only 
the pre-test calibration curve to generate 
the concentration values. Record this cali-
bration data and the other required data on 
the data sheet shown in Figure 18–11, delet-
ing the dilution gas information. 

NOTE: Take care to draw all samples and 
calibration mixtures through the sample 
loop at the same pressure. 

8.2.2.3 Determination of Stack Gas Mois-
ture Content. Use Method 4 to measure the 
stack gas moisture content. 

8.2.2.5 Emission Calculations. Same as 
Section 8.2.1.8. 

8.2.3 Dilution Interface Sampling and 
Analysis Procedure. Source samples that 
contain a high concentration of organic ma-
terials may require dilution prior to analysis 
to prevent saturating the GC detector. The 
apparatus required for this direct interface 
procedure is basically the same as that de-
scribed in the Section 8.2.2, except a dilution 
system is added between the heated sample 
line and the gas sampling valve. The appa-
ratus is arranged so that either a 10:1 or 100:1 
dilution of the source gas can be directed to 
the chromatograph. A pump of larger capac-
ity is also required, and this pump must be 
heated and placed in the system between the 
sample line and the dilution apparatus. 

8.2.3.1 Apparatus. The equipment required 
in addition to that specified for the direct 
interface system is as follows: 

8.2.3.1.1 Sample Pump. Leakless Teflon- 
coated diaphragm-type that can withstand 
being heated to 120 °C and deliver 1.5 liters/ 
minute. 

8.2.3.1.2 Dilution Pumps. Two Model A–150 
Komhyr Teflon positive displacement type 
delivering 150 cc/minute, or equivalent. As an 
option, calibrated flowmeters can be used in 
conjunction with Teflon-coated diaphragm 
pumps. 

8.2.3.1.3 Valves. Two Teflon three-way 
valves, suitable for connecting to Teflon tub-
ing. 

8.2.3.1.4 Flowmeters. Two, for measure-
ment of diluent gas. 

8.2.3.1.5 Diluent Gas with Cylinders and 
Regulators. Gas can be nitrogen or clean dry 
air, depending on the nature of the source 
gases. 

8.2.3.1.6 Heated Box. Suitable for being 
heated to 120 °C, to contain the three pumps, 
three-way valves, and associated connec-
tions. The box should be equipped with quick 
connect fittings to facilitate connection of: 
(1) the heated sample line from the probe, (2) 
the gas sampling valve, (3) the calibration 
gas mixtures, and (4) diluent gas lines. A 
schematic diagram of the components and 
connections is shown in Figure 18–13. The 
heated box shown in Figure 18–13 is designed 
to receive a heated line from the probe. An 
optional design is to build a probe unit that 
attaches directly to the heated box. In this 
way, the heated box contains the controls for 
the probe heaters, or, if the box is placed 
against the duct being sampled, it may be 
possible to eliminate the probe heaters. In 
either case, a heated Teflon line is used to 
connect the heated box to the gas sampling 
valve on the chromatograph. 

NOTE: Care must be taken to leak-check 
the system prior to the dilutions so as not to 
create a potentially explosive atmosphere. 

8.2.3.2 Procedure. 
8.2.3.2.1 Assemble the apparatus by con-

necting the heated box, shown in Figure 18– 
13, between the heated sample line from the 
probe and the gas sampling valve on the 
chromatograph. Vent the source gas from 
the gas sampling valve directly to the char-
coal filter, eliminating the pump and rotam-
eter. Heat the sample probe, sample line, and 
heated box. Insert the probe and source ther-
mocouple at the centroid of the duct, or to a 
point no closer to the walls than 1 m. Meas-
ure the source temperature, and adjust all 
heating units to a temperature 0 to 3 °C 
above this temperature. If this temperature 
is above the safe operating temperature of 
the Teflon components, adjust the heating to 
maintain a temperature high enough to pre-
vent condensation of water and organic com-
pounds (greater than 110 °C). Calibrate the 
GC through the dilution system by following 
the procedures in Section 8.2.1.5.2.1. Deter-
mine the concentration of the diluted cali-
bration gas using the dilution factor and the 
certified concentration of the calibration 
gas. Record the pertinent data on the data 
sheet shown in Figure 18–11. 

8.2.3.2.2 Once the dilution system and GC 
operations are satisfactory, proceed with the 
analysis of source gas, maintaining the same 
dilution settings as used for the standards. 

8.2.3.2.3 Analyze the audit samples using 
either the dilution system, or directly con-
nect to the gas sampling valve as required. 
Record all data and report the results to the 
audit supervisor. 
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8.2.3.3 Determination of Stack Gas Mois-
ture Content. Same as Section 8.2.2.3. 

8.2.3.4 Quality Assurance. Same as Sec-
tion 8.2.2.4. 

8.2.3.5 Emission Calculations. Same as 
section 8.2.2.5, with the dilution factor ap-
plied. 

8.2.4 Adsorption Tube Procedure. Any 
commercially available adsorbent is allowed 
for the purposes of this method, as long as 
the recovery study criteria in Section 8.4.3 
are met. Help in choosing the adsorbent may 
be found by calling the distributor, or the 
tester may refer to National Institute for Oc-
cupational Safety and Health (NIOSH) meth-
ods for the particular organics to be sam-
pled. For some adsorbents, the principal 
interferent will be water vapor. If water 
vapor is thought to be a problem, the tester 
may place a midget impinger in an ice bath 
before the adsorbent tubes. If this option is 
chosen, the water catch in the midget im-
pinger shall be analyzed for the target com-
pounds. Also, the spike for the recovery 
study (in Section 8.4.3) shall be conducted in 
both the midget impinger and the adsorbent 
tubes. The combined recovery (add the re-
covered amount in the impinger and the ad-
sorbent tubes to calculate R) shall then meet 
the criteria in Section 8.4.3. 

NOTE: Post-test leak-checks are not al-
lowed for this technique since this can result 
in sample contamination. 

8.2.4.1 Additional Apparatus. The fol-
lowing items (or equivalent) are suggested. 

8.2.4.1.1 Probe. Borosilicate glass or stain-
less steel, approximately 6-mm ID, with a 
heating system if water condensation is a 
problem, and a filter (either in-stack or out- 
of-stack, heated to stack temperature) to re-
move particulate matter. In most instances, 
a plug of glass wool is a satisfactory filter. 

8.2.4.1.2 Flexible Tubing. To connect probe 
to adsorption tubes. Use a material that ex-
hibits minimal sample adsorption. 

8.2.4.1.3 Leakless Sample Pump. Flow con-
trolled, constant rate pump, with a set of 
limiting (sonic) orifices. 

8.2.4.1.4 Bubble-Tube Flowmeter. Volume 
accuracy within 1 percent, to calibrate 
pump. 

8.2.4.1.5 Stopwatch. To time sampling and 
pump rate calibration. 

8.2.4.1.6 Adsorption Tubes. Precleaned ad-
sorbent, with mass of adsorbent to be deter-
mined by calculating breakthrough volume 
and expected concentration in the stack. 

8.2.4.1.7 Barometer. Accurate to 5 mm Hg, 
to measure atmospheric pressure during 
sampling and pump calibration. 

8.2.4.1.8 Rotameter. O to 100 cc/min, to de-
tect changes in flow rate during sampling. 

8.2.4.2 Sampling and Analysis. 
8.2.4.2.1 Calibrate the pump and limiting 

orifice flow rate through adsorption tubes 
with the bubble tube flowmeter before sam-

pling. The sample system can be operated as 
a ‘‘recirculating loop’’ for this operation. 
Record the ambient temperature and baro-
metric pressure. Then, during sampling, use 
the rotameter to verify that the pump and 
orifice sampling rate remains constant. 

8.2.4.2.2 Use a sample probe, if required, to 
obtain the sample at the centroid of the duct 
or at a point no closer to the walls than 1 m. 
Minimize the length of flexible tubing be-
tween the probe and adsorption tubes. Sev-
eral adsorption tubes can be connected in se-
ries, if the extra adsorptive capacity is need-
ed. Adsorption tubes should be maintained 
vertically during the test in order to prevent 
channeling. Provide the gas sample to the 
sample system at a pressure sufficient for 
the limiting orifice to function as a sonic 
orifice. Record the total time and sample 
flow rate (or the number of pump strokes), 
the barometric pressure, and ambient tem-
perature. Obtain a total sample volume com-
mensurate with the expected concentra-
tion(s) of the volatile organic(s) present and 
recommended sample loading factors (weight 
sample per weight adsorption media). Lab-
oratory tests prior to actual sampling may 
be necessary to predetermine this volume. If 
water vapor is present in the sample at con-
centrations above 2 to 3 percent, the adsorp-
tive capacity may be severely reduced. Oper-
ate the gas chromatograph according to the 
manufacturer’s instructions. After estab-
lishing optimum conditions, verify and docu-
ment these conditions during all operations. 
Calibrate the instrument and then analyze 
the emission samples. 

8.2.4.3 Standards and Calibration. If using 
thermal desorption, obtain calibration gases 
using the procedures in Section 10.1. If using 
solvent extraction, prepare liquid standards 
in the desorption solvent. Use a minimum of 
three different standards; select the con-
centrations to bracket the expected average 
sample concentration. Perform the calibra-
tion before and after each day’s sample anal-
yses using the procedures in Section 
8.2.1.5.2.1. 

8.2.4.4 Quality Assurance. 
8.2.4.4.1 Determine the recovery efficiency 

of the pollutants of interest according to 
Section 8.4.3. 

8.2.4.4.2 Determination of Sample Collec-
tion Efficiency (Optional). If sample break-
through is thought to be a problem, a rou-
tine procedure for determining breakthrough 
is to analyze the primary and backup por-
tions of the adsorption tubes separately. If 
the backup portion exceeds 10 percent of the 
total amount (primary and back-up), it is 
usually a sign of sample breakthrough. For 
the purposes of this method, only the recov-
ery efficiency value (Section 8.4.3) is used to 
determine the appropriateness of the sam-
pling and analytical procedure. 

8.2.4.4.3 Volume Flow Rate Checks. Per-
form this check immediately after sampling 
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with all sampling train components in place. 
Use the bubble-tube flowmeter to measure 
the pump volume flow rate with the orifice 
used in the test sampling, and record the re-
sult. If it has changed by more than 5 but 
less than 20 percent, calculate an average 
flow rate for the test. If the flow rate has 
changed by more than 20 percent, recalibrate 
the pump and repeat the sampling. 

8.2.4.4.4 Calculations. Correct all sample 
volumes to standard conditions. If a sample 
dilution system has been used, multiply the 
results by the appropriate dilution ratio. 
Correct all results according to the applica-
ble procedure in Section 8.4.3. Report results 
as ppm by volume, dry basis. 

8.3 Reporting of Results. At the comple-
tion of the field analysis portion of the 
study, ensure that the data sheets shown in 
Figure 18–11 have been completed. Summa-
rize this data on the data sheets shown in 
Figure 18–15. 

8.4 Recovery Study. After conducting the 
presurvey and identifying all of the pollut-
ants of interest, conduct the appropriate re-
covery study during the test based on the 
sampling system chosen for the compounds 
of interest. 

8.4.1 Recovery Study for Direct Interface 
or Dilution Interface Sampling. If the proce-
dures in Section 8.2.2 or 8.2.3 are to be used 
to analyze the stack gas, conduct the cali-
bration procedure as stated in Section 8.2.2.2 
or 8.2.3.2, as appropriate. Upon successful 
completion of the appropriate calibration 
procedure, attach the mid-level calibration 
gas for at least one target compound to the 
inlet of the probe or as close as possible to 
the inlet of the probe, but before the filter. 
Repeat the calibration procedure by sam-
pling and analyzing the mid-level calibration 
gas through the entire sampling and analyt-
ical system in triplicate. The mean of the 
calibration gas response sampled through 
the probe shall be within 10 percent of the 
analyzer response. If the difference in the 
two means is greater than 10 percent, check 
for leaks throughout the sampling system 
and repeat the analysis of the standard 
through the sampling system until this cri-
terion is met. 

8.4.2 Recovery Study for Bag Sampling. 
8.4.2.1 Follow the procedures for the bag 

sampling and analysis in Section 8.2.1. After 
analyzing all three bag samples, choose one 
of the bag samples and tag this bag as the 
spiked bag. Spike the chosen bag sample 
with a known mixture (gaseous or liquid) of 
all of the target pollutants. The theoretical 
concentration, in ppm, of each spiked com-
pound in the bag shall be 40 to 60 percent of 
the average concentration measured in the 
three bag samples. If a target compound was 
not detected in the bag samples, the con-
centration of that compound to be spiked 
shall be 5 times the limit of detection for 

that compound. Store the spiked bag for the 
same period of time as the bag samples col-
lected in the field. After the appropriate 
storage time has passed, analyze the spiked 
bag three times. Calculate the average frac-
tion recovered (R) of each spiked target com-
pound with the equation in Section 12.7. 

8.4.2.2 For the bag sampling technique to 
be considered valid for a compound, 0.70 ≤ R 
≤ 1.30. If the R value does not meet this cri-
terion for a target compound, the sampling 
technique is not acceptable for that com-
pound, and therefore another sampling tech-
nique shall be evaluated for acceptance (by 
repeating the recovery study with another 
sampling technique). Report the R value in 
the test report and correct all field measure-
ments with the calculated R value for that 
compound by using the equation in Section 
12.8. 

8.4.3 Recovery Study for Adsorption Tube 
Sampling. If following the adsorption tube 
procedure in Section 8.2.4, conduct a recov-
ery study of the compounds of interest dur-
ing the actual field test. Set up two identical 
sampling trains. Collocate the two sampling 
probes in the stack. The probes shall be 
placed in the same horizontal plane, where 
the first probe tip is 2.5 cm from the outside 
edge of the other. One of the sampling trains 
shall be designated the spiked train and the 
other the unspiked train. Spike all of the 
compounds of interest (in gaseous or liquid 
form) onto the adsorbent tube(s) in the 
spiked train before sampling. The mass of 
each spiked compound shall be 40 to 60 per-
cent of the mass expected to be collected 
with the unspiked train. Sample the stack 
gas into the two trains simultaneously. Ana-
lyze the adsorbents from the two trains uti-
lizing identical analytical procedures and in-
strumentation. Determine the fraction of 
spiked compound recovered (R) using the 
equations in Section 12.9. 

8.4.3.1 Repeat the procedure in Section 
8.4.3 twice more, for a total of three runs. In 
order for the adsorbent tube sampling and 
analytical procedure to be acceptable for a 
compound, 0.70≤R≤1.30 (R in this case is the 
average of three runs). If the average R value 
does not meet this criterion for a target 
compound, the sampling technique is not ac-
ceptable for that compound, and therefore 
another sampling technique shall be evalu-
ated for acceptance (by repeating the recov-
ery study with another sampling technique). 
Report the R value in the test report and 
correct all field measurements with the cal-
culated R value for that compound by using 
the equation in Section 12.8. 

9.0 Quality Control 

9.1 Miscellaneous Quality Control Meas-
ures 
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Section Quality control measure Effect 

8.4.1 ................................... Recovery study for direct interface or di-
lution interface sampling.

Ensure that there are no significant leaks in the sam-
pling system. 

8.4.2 ................................... Recovery study for bag sampling ............ Demonstrate that proper sampling/analysis procedures 
were selected. 

8.4.3 ................................... Recovery study for adsorption tube sam-
pling.

Demonstrate that proper sampling/analysis procedures 
were selected. 

10.0 Calibration and Standardization. 

10.1 Calibration Standards. Obtain cali-
bration gas standards for each target com-
pound to be analyzed. Commercial cylinder 
gases certified by the manufacturer to be ac-
curate to within 1 percent of the certified 
label value are preferable, although cylinder 
gases certified by the manufacturer to 2 per-
cent accuracy are allowed. Another option 
allowed by this method is for the tester to 
obtain high concentration certified cylinder 
gases and then use a dilution system meet-
ing the requirements of Test Method 205, 40 
CFR Part 51, Appendix M to make multi- 
level calibration gas standards. Prepare or 
obtain enough calibration standards so that 
there are three different concentrations of 
each organic compound expected to be meas-
ured in the source sample. For each organic 
compound, select those concentrations that 
bracket the concentrations expected in the 
source samples. A calibration standard may 
contain more than one organic compound. If 
samples are collected in adsorbent tubes and 
extracted using solvent extraction, prepare 
or obtain standards in the same solvent used 
for the sample extraction procedure. Verify 
the stability of all standards for the time pe-
riods they are used. 

10.2 Preparation of Calibration Curves. 
10.2.1 Establish proper GC conditions, 

then flush the sampling loop for 30 seconds. 
Allow the sample loop pressure to equili-
brate to atmospheric pressure, and activate 
the injection valve. Record the standard con-
centration, attenuator factor, injection 
time, chart speed, retention time, peak area, 
sample loop temperature, column tempera-
ture, and carrier gas flow rate. Analyze each 
standard in triplicate. 

10.2.2 Repeat this procedure for each 
standard. Prepare a graphical plot of con-
centration (Cs) versus the calibration area 
values. Perform a regression analysis, and 
draw the least square line. 

11.0 Analytical Procedures 

11.1 Analysis Development 
11.1.1 Selection of GC Parameters 
11.1.1.1 Column Choice. Based on the ini-

tial contact with plant personnel concerning 
the plant process and the anticipated emis-
sions, choose a column that provides good 
resolution and rapid analysis time. The 
choice of an appropriate column can be aided 
by a literature search, contact with manu-

facturers of GC columns, and discussion with 
personnel at the emission source. 

NOTE: Most column manufacturers keep 
excellent records on their products. Their 
technical service departments may be able 
to recommend appropriate columns and de-
tector type for separating the anticipated 
compounds, and they may be able to provide 
information on interferences, optimum oper-
ating conditions, and column limitations. 
Plants with analytical laboratories may be 
able to provide information on their analyt-
ical procedures. 

11.1.1.2 Preliminary GC Adjustment. 
Using the standards and column obtained in 
Section 11.1.1.1, perform initial tests to de-
termine appropriate GC conditions that pro-
vide good resolution and minimum analysis 
time for the compounds of interest. 

11.1.1.3 Preparation of Presurvey Samples. 
If the samples were collected on an adsorb-
ent, extract the sample as recommended by 
the manufacturer for removal of the com-
pounds with a solvent suitable to the type of 
GC analysis. Prepare other samples in an ap-
propriate manner. 

11.1.1.4 Presurvey Sample Analysis. 
11.1.1.4.1 Before analysis, heat the 

presurvey sample to the duct temperature to 
vaporize any condensed material. Analyze 
the samples by the GC procedure, and com-
pare the retention times against those of the 
calibration samples that contain the compo-
nents expected to be in the stream. If any 
compounds cannot be identified with cer-
tainty by this procedure, identify them by 
other means such as GC/mass spectroscopy 
(GC/MS) or GC/infrared techniques. A GC/MS 
system is recommended. 

11.1.1.4.2 Use the GC conditions deter-
mined by the procedure of Section 11.1.1.2 for 
the first injection. Vary the GC parameters 
during subsequent injections to determine 
the optimum settings. Once the optimum 
settings have been determined, perform re-
peat injections of the sample to determine 
the retention time of each compound. To in-
ject a sample, draw sample through the loop 
at a constant rate (100 ml/min for 30 sec-
onds). Be careful not to pressurize the gas in 
the loop. Turn off the pump and allow the 
gas in the sample loop to come to ambient 
pressure. Activate the sample valve, and 
record injection time, loop temperature, col-
umn temperature, carrier flow rate, chart 
speed, and attenuator setting. Calculate the 
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retention time of each peak using the dis-
tance from injection to the peak maximum 
divided by the chart speed. Retention times 
should be repeatable within 0.5 seconds. 

11.1.1.4.3 If the concentrations are too 
high for appropriate detector response, a 
smaller sample loop or dilutions may be used 
for gas samples, and, for liquid samples, dilu-
tion with solvent is appropriate. Use the 
standard curves (Section 10.2) to obtain an 
estimate of the concentrations. 

11.1.1.4.4 Identify all peaks by comparing 
the known retention times of compounds ex-
pected to be in the retention times of peaks 
in the sample. Identify any remaining un-
identified peaks which have areas larger 
than 5 percent of the total using a GC/MS, or 
estimation of possible compounds by their 
retention times compared to known com-
pounds, with confirmation by further GC 
analysis. 

12.0 Data Analysis and Calculations 

12.1 Nomenclature. 

Bws=Water vapor content of the bag sample 
or stack gas, proportion by volume. 

Cs=Concentration of the organic from the 
calibration curve, ppm. 

Gv=Gas volume or organic compound in-
jected, ml. 

Lv=Liquid volume of organic injected, μl. 
M=Molecular weight of organic, g/g-mole. 
ms=Total mass of compound measured on ad-

sorbent with spiked train (μg). 
mu=Total mass of compound measured on ad-

sorbent with unspiked train (μg). 
mv=Mass per volume of spiked compound 

measured (μg/L). 
Pi=Barometric or absolute sample loop pres-

sure at time of sample analysis, mm Hg. 
Pm=Absolute pressure of dry gas meter, mm 

Hg. 
Pr=Reference pressure, the barometric pres-

sure or absolute sample loop pressure re-
corded during calibration, mm Hg. 

Ps=Absolute pressure of syringe before injec-
tion, mm Hg. 

qc=Flow rate of the calibration gas to be di-
luted. 

qc1=Flow rate of the calibration gas to be di-
luted in stage 1. 

qc2=Flow rate of the calibration gas to be di-
luted in stage 2. 

qd=Diluent gas flow rate. 
qd1=Flow rate of diluent gas in stage 1. 
qd2=Flow rate of diluent gas in stage 2. 
s=Theoretical concentration (ppm) of spiked 

target compound in the bag. 
S=Theoretical mass of compound spiked 

onto adsorbent in spiked train (μg). 
t=Measured average concentration (ppm) of 

target compound and source sample (anal-
ysis results subsequent to bag spiking) 

Ti=Sample loop temperature at the time of 
sample analysis, °K. 

Tm=Absolute temperature of dry gas meter, 
°K. 

Ts=Absolute temperature of syringe before 
injection, °K. 

u=Source sample average concentration 
(ppm) of target compound in the bag (anal-
ysis results before bag spiking). 

Vm=Gas volume indicated by dry gas meter, 
liters. 

vs=volume of stack gas sampled with spiked 
train (L). 

vu=volume of stack gas sampled with 
unspiked train (L). 

X=Mole or volume fraction of the organic in 
the calibration gas to be diluted. 

Y=Dry gas meter calibration factor, 
dimensionless. 

μl=Liquid organic density as determined, g/ 
ml. 

24.055=Ideal gas molar volume at 293 °K and 
760 mm Hg, liters/g-mole. 

1000=Conversion factor, ml/liter. 
106=Conversion to ppm. 

12.2 Calculate the concentration, Cs, in 
ppm using the following equation: 

C
Xq

q qs
c

c d

=
( )
+

106

Eq.  18-1

12.3 Calculate the concentration, Cs, in 
ppm of the organic in the final gas mixture 
using the following equation: 

C X
q

q q

q

q qs
c

c d

c

c d

=
+

⎛
⎝⎜

⎞
⎠⎟ +

⎛
⎝⎜

⎞
⎠⎟

106 1

1 1

2

2 2

Eq.  18-2

12.4 Calculate each organic standard con-
centration, Cs, in ppm using the following 
equation: 

VerDate Mar<15>2010 20:02 Aug 17, 2012 Jkt 226153 PO 00000 Frm 00456 Fmt 8010 Sfmt 8002 Q:\40\40V8.TXT ofr150 PsN: PC150 E
R

17
O

C
00

.3
04

<
/M

A
T

H
>

E
R

17
O

C
00

.3
05

<
/M

A
T

H
>



447 

Environmental Protection Agency Pt. 60, App. A–6, Meth. 18 

C

G
T

P

V Y
T

P

G
P
T

T
P

V Y

s

v
s

s

m
m

m

v
s

s

m

m
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=
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=
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760
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760
1000
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3

Eq.  18-3

12.5 Calculate each organic standard con-
centration, Cs, in ppm using the following 
equation: 

C

L
M

V Y
T

P
L T

MV YPs

v

m
m

m

v m

m m

=
×( )

= ×
ρ ρ24 055 10

293
760

1000
6 24 10

6

4
.

. Eq.  18-4

12.6 Calculate the concentration, Cc, in 
ppm, dry basis, of each organic is the sample 
using the following equation: 

12.7 Calculate the average fraction recov-
ered (R) of each spiked target compound 
using the following equation: 

R
t u

s
= −

Eq.  18-6

12.8 Correct all field measurements with 
the calculated R value for that compound 
using the following equation: 

Reported Result
Measured Concentration (ppm)

R
Eq.  18-7=
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12.9 Determine the mass per volume of 
spiked compound measured using the fol-
lowing equation: 

m
m

V

m

Vv
s

s

u

u

= − Eq.  18-8

12.10 Calculate the fraction of spiked 
compound recovered, R, using the following 
equation: 

R
m v

S
v s= ×

Eq.  18-9

13.0 Method Performance 

13.1 Since a potential sample may contain 
a variety of compounds from various sources, 
a specific precision limit for the analysis of 
field samples is impractical. Precision in the 
range of 5 to 10 percent relative standard de-
viation (RSD) is typical for gas 
chromatographic techniques, but an experi-
enced GC operator with a reliable instru-
ment can readily achieve 5 percent RSD. For 
this method, the following combined GC/op-
erator values are required. 

(a) Precision. Triplicate analyses of cali-
bration standards fall within 5 percent of 
their mean value. 

(c) Recovery. After developing an appro-
priate sampling and analytical system for 
the pollutants of interest, conduct the proce-
dure in Section 8.4. Conduct the appropriate 
recovery study in Section 8.4 at each sam-
pling point where the method is being ap-
plied. Submit the data and results of the re-
covery procedure with the reporting of re-
sults under Section 8.3. 

14.0 Pollution Prevention [Reserved] 

15.0 Waste Management [Reserved] 

16.0 Alternative Procedures 

16.1 Optional Presurvey and Presurvey 
Sampling. 

NOTE: Presurvey screening is optional. 
Presurvey sampling should be conducted for 
sources where the target pollutants are not 
known from previous tests and/or process 
knowledge. 

Perform a presurvey for each source to be 
tested. Refer to Figure 18–1. Some of the in-
formation can be collected from literature 
surveys and source personnel. Collect gas 
samples that can be analyzed to confirm the 
identities and approximate concentrations of 
the organic emissions. 

16.1.1 Apparatus. This apparatus list also 
applies to Sections 8.2 and 11. 

16.1.1.1 Teflon Tubing. (Mention of trade 
names or specific products does not con-
stitute endorsement by the U.S. Environ-
mental Protection Agency.) Diameter and 
length determined by connection require-

ments of cylinder regulators and the GC. Ad-
ditional tubing is necessary to connect the 
GC sample loop to the sample. 

16.1.1.2 Gas Chromatograph. GC with suit-
able detector, columns, temperature-con-
trolled sample loop and valve assembly, and 
temperature programmable oven, if nec-
essary. The GC shall achieve sensitivity re-
quirements for the compounds under study. 

16.1.1.3 Pump. Capable of pumping 100 ml/ 
min. For flushing sample loop. 

16.1.1.4 Flow Meter. To measure flow 
rates. 

16.1.1.5 Regulators. Used on gas cylinders 
for GC and for cylinder standards. 

16.1.1.6 Recorder. Recorder with linear 
strip chart is minimum acceptable. Inte-
grator (optional) is recommended. 

16.1.1.7 Syringes. 0.5-ml, 1.0- and 10- 
microliter size, calibrated, maximum accu-
racy (gas tight) for preparing calibration 
standards. Other appropriate sizes can be 
used. 

16.1.1.8 Tubing Fittings. To plumb GC and 
gas cylinders. 

16.1.1.9 Septa. For syringe injections. 
16.1.1.10 Glass Jars. If necessary, clean, 

colored glass jars with Teflon-lined lids for 
condensate sample collection. Size depends 
on volume of condensate. 

16.1.1.11 Soap Film Flowmeter. To deter-
mine flow rates. 

16.1.1.12 Tedlar Bags. 10- and 50-liter ca-
pacity, for preparation of standards. 

16.1.1.13 Dry Gas Meter with Temperature 
and Pressure Gauges. Accurate to ±2 percent, 
for preparation of gas standards. 

16.1.1.14 Midget Impinger/Hot Plate As-
sembly. For preparation of gas standards. 

16.1.1.15 Sample Flasks. For presurvey 
samples, must have gas-tight seals. 

16.1.1.16 Adsorption Tubes. If necessary, 
blank tubes filled with necessary adsorbent 
(charcoal, Tenax, XAD–2, etc.) for presurvey 
samples. 

16.1.1.17 Personnel Sampling Pump. Cali-
brated, for collecting adsorbent tube 
presurvey samples. 

16.1.1.18 Dilution System. Calibrated, the 
dilution system is to be constructed fol-
lowing the specifications of an acceptable 
method. 

16.1.1.19 Sample Probes. Pyrex or stain-
less steel, of sufficient length to reach cen-
troid of stack, or a point no closer to the 
walls than 1 m. 

16.1.1.20 Barometer. To measure baro-
metric pressure. 

16.1.2 Reagents. 
16.1.2.1 Water. Deionized distilled. 
16.1.2.2 Methylene chloride. 
16.1.2.3 Calibration Gases. A series of 

standards prepared for every compound of in-
terest. 
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16.1.2.4 Organic Compound Solutions. 
Pure (99.9 percent), or as pure as can reason-
ably be obtained, liquid samples of all the or-
ganic compounds needed to prepare calibra-
tion standards. 

16.1.2.5 Extraction Solvents. For extrac-
tion of adsorbent tube samples in prepara-
tion for analysis. 

16.1.2.6 Fuel. As recommended by the 
manufacturer for operation of the GC. 

16.1.2.7 Carrier Gas. Hydrocarbon free, as 
recommended by the manufacturer for oper-
ation of the detector and compatibility with 
the column. 

16.1.2.8 Zero Gas. Hydrocarbon free air or 
nitrogen, to be used for dilutions, blank 
preparation, and standard preparation. 

16.1.3 Sampling. 
16.1.3.1 Collection of Samples with Glass 

Sampling Flasks. Presurvey samples may be 
collected in precleaned 250-ml double-ended 
glass sampling flasks. Teflon stopcocks, 
without grease, are preferred. Flasks should 
be cleaned as follows: Remove the stopcocks 
from both ends of the flasks, and wipe the 
parts to remove any grease. Clean the stop-
cocks, barrels, and receivers with methylene 
chloride (or other non-target pollutant sol-
vent, or heat and humidified air). Clean all 
glass ports with a soap solution, then rinse 
with tap and deionized distilled water. Place 
the flask in a cool glass annealing furnace, 
and apply heat up to 500 °C. Maintain at this 
temperature for 1 hour. After this time pe-
riod, shut off and open the furnace to allow 
the flask to cool. Return the stopcocks to 
the flask receivers. Purge the assembly with 
high-purity nitrogen for 2 to 5 minutes. Close 
off the stopcocks after purging to maintain a 
slight positive nitrogen pressure. Secure the 
stopcocks with tape. Presurvey samples can 
be obtained either by drawing the gases into 
the previously evacuated flask or by drawing 
the gases into and purging the flask with a 
rubber suction bulb. 

16.1.3.1.1 Evacuated Flask Procedure. Use 
a high-vacuum pump to evacuate the flask to 
the capacity of the pump; then close off the 
stopcock leading to the pump. Attach a 6- 
mm outside diameter (OD) glass tee to the 
flask inlet with a short piece of Teflon tub-
ing. Select a 6-mm OD borosilicate sampling 
probe, enlarged at one end to a 12-mm OD 
and of sufficient length to reach the centroid 
of the duct to be sampled. Insert a glass wool 
plug in the enlarged end of the probe to re-
move particulate matter. Attach the other 
end of the probe to the tee with a short piece 
of Teflon tubing. Connect a rubber suction 
bulb to the third leg of the tee. Place the fil-
ter end of the probe at the centroid of the 
duct, and purge the probe with the rubber 
suction bulb. After the probe is completely 
purged and filled with duct gases, open the 
stopcock to the grab flask until the pressure 
in the flask reaches duct pressure. Close off 
the stopcock, and remove the probe from the 

duct. Remove the tee from the flask and tape 
the stopcocks to prevent leaks during ship-
ment. Measure and record the duct tempera-
ture and pressure. 

16.1.3.1.2 Purged Flask Procedure. Attach 
one end of the sampling flask to a rubber 
suction bulb. Attach the other end to a 6-mm 
OD glass probe as described in Section 
8.3.3.1.1. Place the filter end of the probe at 
the centroid of the duct, or at a point no 
closer to the walls than 1 m, and apply suc-
tion with the bulb to completely purge the 
probe and flask. After the flask has been 
purged, close off the stopcock near the suc-
tion bulb, and then close off the stopcock 
near the probe. Remove the probe from the 
duct, and disconnect both the probe and suc-
tion bulb. Tape the stopcocks to prevent 
leakage during shipment. Measure and 
record the duct temperature and pressure. 

16.1.3.2 Flexible Bag Procedure. Tedlar or 
aluminized Mylar bags can also be used to 
obtain the presurvey sample. Use new bags, 
and leak-check them before field use. In ad-
dition, check the bag before use for contami-
nation by filling it with nitrogen or air, and 
analyzing the gas by GC at high sensitivity. 
Experience indicates that it is desirable to 
allow the inert gas to remain in the bag 
about 24 hours or longer to check for 
desorption of organics from the bag. Follow 
the leak-check and sample collection proce-
dures given in Section 8.2.1. 

16.1.3.3 Determination of Moisture Con-
tent. For combustion or water-controlled 
processes, obtain the moisture content from 
plant personnel or by measurement during 
the presurvey. If the source is below 59 °C, 
measure the wet bulb and dry bulb tempera-
tures, and calculate the moisture content 
using a psychrometric chart. At higher tem-
peratures, use Method 4 to determine the 
moisture content. 

16.1.4 Determination of Static Pressure. 
Obtain the static pressure from the plant 
personnel or measurement. If a type S pitot 
tube and an inclined manometer are used, 
take care to align the pitot tube 90° from the 
direction of the flow. Disconnect one of the 
tubes to the manometer, and read the static 
pressure; note whether the reading is posi-
tive or negative. 

16.1.5 Collection of Presurvey Samples 
with Adsorption Tube. Follow Section 8.2.4 
for presurvey sampling. 
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18.0 Tables, Diagrams, Flowcharts, and 
Validation Data 

I. Name of company lllllllllllll

Date lllllllllllllllllllll

Address lllllllllllllllllll

llllllllllllllllllllllll

Contracts llllllllllllllllll

Phone llllllllllllllllllll

Process to be sampled llllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Duct or vent to be sampled lllllllll

llllllllllllllllllllllll

II. Process description lllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Raw material llllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Products llllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Operating cycle 
Check: Batch llll Continuous llll 

Cyclic llll 

Timing of batch or cycle llllllllll

Best time to test llllllllllllll

III. Sampling site llllllllllllll

A. Description llllllllllllllll

Site decription lllllllllllllll

Duct shape and size lllllllllllll

Material lllllllllllllllllll

Wall thickness llll inches 
Upstream distance llll inches llll di-
ameter 
Downstream distance llll inches llll 

diameter 
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Size of port lllllllllllllllll

Size of access area lllllllllllll

Hazards llll Ambient temp. llll °F 
B. Properties of gas stream 
Temperature llll °C llll °F, Data 
source llll 

Velocity llll, Data source llll 

Static pressure llll inches H2O, Data 
source llll 

Moisture content llll%, Data source 
llll 

Particulate content llll, Data 
sourcellll 

Gaseous components 
N2 llll % Hydrocarbons llll ppm 
O2 llll% llll 

CO llll % llll llll 

CO2 llll % llll llll 

SO2 llll % llll llll 

Hydrocarbon components 
llll llll ppm 
llll llll ppm 
llll llll ppm 
llll llll ppm 
llll llll ppm 
llll llll ppm 
C. Sampling considerations 
Location to set up GC llllllllllll

llllllllllllllllllllllll

Special hazards to be considered llllll

llllllllllllllllllllllll

Power available at duct lllllllllll

Power available for GC lllllllllll

Plant safety requirements lllllllll

llllllllllllllllllllllll

Vehicle traffic rules lllllllllllll

llllllllllllllllllllllll

Plant entry requirements llllllllll

llllllllllllllllllllllll

Security agreements llllllllllll

llllllllllllllllllllllll

Potential problems lllllllllllll

llllllllllllllllllllllll

D. Site diagrams. (Attach additional sheets 
if required). 

Figure 18–1. Preliminary Survey Data Sheet 

Components to be analyzed and Expected con-
centration 
llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Suggested chromatographic column llll

llllllllllllllllllllllll

Column flow rate l ml/min 
Head pressure llll mm Hg 

Column temperature: Isothermal llll °C, 
Programmed from llll °C to llll °C 
at llll °C/min 
Injection port/sample loop temperature 
llll °C 
Detector temperature llll °C 
Detector flow rates: Hydrogen llll ml/ 
min., head pressure llll mm Hg, Air/Oxy-
gen llll ml/min., head pressure llll 

mm Hg. 
Chart speed llll inches/minute 
Compound data: 
Compound and Retention time and Attenu-
ation 
llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

llllllllllllllllllllllll

Figure 18–2. Chromatographic Conditions 
Data Sheet 

FIGURE 18–3. PREPARATION OF STANDARDS IN TEDLAR BAGS AND CALIBRATION CURVE 

Standards 

Mixture #1 Mixture #2 Mixture #3 

Standards Preparation Data: 
Organic: 

Bag number or identification.
Dry gas meter calibration factor.
Final meter reading (liters).
Initial meter reading (liters).
Metered volume (liters).
Average meter temperature (°K).
Average meter pressure, gauge (mm Hg).
Average atmospheric perssure (mm Hg).
Average meter pressure, absolute (mm Hg).
Syringe temperature (°K) (see Section 10.1.2.1).
Syringe pressure, absolute (mm Hg) (see Section 

10.1.2.1).
Volume of gas in syringe (ml) (Section 10.1.2.1).
Density of liquid organic (g/ml) (Section 10.1.2.1).
Volume of liquid in syringe (ml) (Section 10.1.2.1).

GC Operating Conditions: 
Sample loop volume (ml).
Sample loop temperature (( °deg;C).
Carrier gas flow rate (ml/min).

Column temperature: 
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FIGURE 18–3. PREPARATION OF STANDARDS IN TEDLAR BAGS AND CALIBRATION CURVE—Continued 

Standards 

Mixture #1 Mixture #2 Mixture #3 

Initial (( °deg;C).
Rate change (( °deg;C/min).
Final (( °deg;C).

Organic Peak Identification and Calculated Concentrations: 
Injection time (24 hour clock).
Distance to peak (cm).
Chart speed (cm/min).
Organic retention time (min).
Attenuation factor.
Peak height (mm).
Peak area (mm2).
Peak area * attenuation factor (mm2).
Calculated concentration (ppm) (Equation 18–3 or 18–4).

Plot peak area * attenuation factor against calculated concentration to obtain calibration curve. 

Flowmeter number or identification llll

Flowmeter Type llllllllllllll

Method: Bubble meterll Spirometerll 

Wet test meter ll 

Readings at laboratory conditions: 

Laboratory temperature (Tlab) ll °K 
Laboratory barometric pressure (Plab)ll 

mm Hg 
Flow data: 

FLOWMETER 

Reading (as marked) Temp. (°K) Pressure (absolute) 

CALIBRATION DEVICE 

Time (min) Gas volume a Flow rate b 

a Vol. of gas may be measured in milliliters, liters or cubic feet. 
b Convert to standard conditions (20 °C and 760 mm Hg). Plot flowmeter reading against flow rate (standard conditions), and 

draw a smooth curve. If the flowmeter being calibrated is a rotameter or other flow device that is viscosity dependent, it may be 
necessary to generate a ‘‘family’’ of calibration curves that cover the operating pressure and temperature ranges of the flow-
meter. While the following technique should be verified before application, it may be possible to calculate flow rate reading for 
rotameters at standard conditions Qstd as follows: 

Q Q
T

Pstd lab
lab

lab

= ×
×

⎛
⎝⎜

⎞
⎠⎟

760

293

1 2

Flow rate (laboratory conditions) Flow rate (STD conditions) 
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Flow rate (laboratory conditions) Flow rate (STD conditions) 

Figure 18–4. Flowmeter Calibration 
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PREPARATION OF STANDARDS BY DILUTION OF CYLINDER STANDARD 
[Cylinder Standard: Organic llll Certified Concentration llll ppm] 

Standards preparation data: 
Date: 

Mixture 1 Mixture 2 Mixture 3 

Stage 1: 
Standard gas flowmeter reading.
Diluent gas flowmeter reading 
Laboratory temperature (°K) 
Barometric pressure (mm Hg) 
Flowmeter gage pressure (mm Hg) 
Flow rate cylinder gas at standard conditions (ml/ 

min) 
Flow rate diluent gas at standard conditions (ml/min) 
Calculated concentration (ppm) 

Stage 2 (if used): 
Standard gas flowmeter reading 
Diluent gas flowmeter reading 
Flow rate Stage 1 gas at standard conditions (ml/ 

min) 
Flow rate diluent gas at standard conditions 
Calculated concentration (ppm) 

GC Operating Conditions: 
Sample loop volume (ml) 
Sample loop temperature (( °deg;C) 
Carrier gas flow rate (ml/min) 

Column temperature: 
Initial (( °deg;C) 
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PREPARATION OF STANDARDS BY DILUTION OF CYLINDER STANDARD—Continued 
[Cylinder Standard: Organic llll Certified Concentration llll ppm] 

Standards preparation data: 
Date: 

Mixture 1 Mixture 2 Mixture 3 

Program rate (( °deg;C/min) 
Final (( °deg;C) 

Organic Peak Identification and Calculated Concentrations: 
Injection time (24-hour clock) 
Distance to peak (cm) 
Chart speed (cm/min) 
Retention time (min) 
Attenuation factor 
Peak area (mm2) 
Peak area *attenuation factor 

Plot peak area *attenuation factor against calculated concentration to obtain calibration curve. 

Figure 18–7. Standards Prepared by Dilution 
of Cylinder Standard 
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PLANTllll DATEllll SITEllll 

Sample 1 Sample 2 Sample 3 

Source temperature (( °deg;C) ......................................................................... ........................ ........................ ........................
Barometric pressure (mm Hg) ........................................................................... ........................ ........................ ........................
Ambient temperature (( °deg;C) ........................................................................ ........................ ........................ ........................
Sample flow rate (appr.) .................................................................................... ........................ ........................ ........................
Bag number ....................................................................................................... ........................ ........................ ........................
Start time ........................................................................................................... ........................ ........................ ........................
Finish time ......................................................................................................... ........................ ........................ ........................

Figure 18–10. Field Sample Data Sheet— 
Tedlar Bag Collection Method 

PLANT lllllllll DATE llllllll LOCATION llllllllllll 

1. General information: 
Source temperature (( °deg;C) ...................................................................................................................................................
Probe temperature (( °deg;C) ....................................................................................................................................................
Ambient temperature (( °deg;C) .................................................................................................................................................
Atmospheric pressure (mm) .......................................................................................................................................................
Source pressure (′Hg) ................................................................................................................................................................
Absolute source pressure (mm) .................................................................................................................................................
Sampling rate (liter/min) .............................................................................................................................................................
Sample loop volume (ml) ...........................................................................................................................................................
Sample loop temperature (( °deg;C) ..........................................................................................................................................
Columnar temperature: 

Initial (( °deg;C) time (min) ..................................................................................................................................................
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PLANT lllllllll DATE llllllll LOCATION llllllllllll— 
Continued 

Program rate (( °deg;C/min) ...............................................................................................................................................
Final (( °deg;C)/time (min) ..................................................................................................................................................

Carrier gas flow rate (ml/min) ....................................................................................................................................................
Detector temperature (( °deg;C) ................................................................................................................................................
Injection time (24-hour basis) .....................................................................................................................................................
Chart Speed (mm/min) ...............................................................................................................................................................
Dilution gas flow rate (ml/min) ...................................................................................................................................................
Dilution gas used (symbol) .........................................................................................................................................................
Dilution ratio ...............................................................................................................................................................................

2. FIELD ANALYSIS DATA—CALIBRATION GAS 
2. [Run No. llll Time llllll] 

Components Area Attenuation A × A Factor Conc.l (ppm) 

Figure 18–11. Field Analysis Data Sheets 
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GASEOUS ORGANIC SAMPLING AND ANALYSIS CHECK LIST 
[Respond with initials or number as appropriate] 

1. Presurvey data: 
A. Grab sample collected ..................................................... b lll 

B. Grab sample analyzed for composition ..................... b lll 

Method GC ..................................................................... b lll 

GC/MS ...................................................................... b lll 

Other ....................................................................... b lll 

C. GC-FID analysis performed ............................................. b lll 

2. Laboratory calibration data: 
A. Calibration curves prepared ............................................ b lll 

Number of components .................................................. b lll 

Number of concentrations/component (3 required) ....... b lll 

B. Audit samples (optional): 
Analysis completed ............................................................. b lll 

Verified for concentration ................................................... b lll 

OK obtained for field work .................................................. b lll 

3. Sampling procedures: 
A. Method: 

Bag sample .................................................................... b lll 

Direct interface ............................................................. b lll 

Dilution interface .......................................................... b lll 

B. Number of samples collected .......................................... b lll 

4. Field Analysis: 
A. Total hydrocarbon analysis performed ........................... b lll 

B. Calibration curve prepared ............................................. b lll 

Number of components .................................................. b lll 

Number of concentrations per component (3 required) b lll 
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Gaseous Organic Sampling and Analysis 
Data 

Plant llllllllllllllllllll

Date lllllllllllllllllllll

Location llllllllllllllllll

GASEOUS ORGANIC SAMPLING AND ANALYSIS 
CHECK LIST (RESPOND WITH INITIALS OR 
NUMBER AS APPROPRIATE) 

1. Pre-survey data ................. Date 
A. Grab sample collected llll 

B. Grab sample analyzed 
for composition.

llll 

Method GC .............. llll 

GC/MS ..................... llll 

Otherllll ......... llll 

C. GC–FID analysis per-
formed.

llll 

2. Laboratory calibration 
curves prepared.

llll 

A. Number of compo-
nents.

llll 

B. Number of concentra-
tions per component (3 
required).

llll 

GASEOUS ORGANIC SAMPLING AND ANALYSIS 
CHECK LIST (RESPOND WITH INITIALS OR 
NUMBER AS APPROPRIATE)—Continued 

C. OK obtained for field 
work.

llll 

3. Sampling procedures.
A. Method.

Bag sample .............. llll 

Direct interface ........ llll 

Dilution interface ...... llll 

B. Number of samples 
collected.

llll 

4. Field Analysis.
A. Total hydrocarbon 

analysis performed.
llll 

B. Calibration curve pre-
pared.

llll 

Number of compo-
nents.

llll 

Number of con-
centrations per 
component (3 re-
quired).

llll 

Figure 18–14. Sampling and Analysis Sheet 

[36 FR 24877, Dec. 23, 1971] 

EDITORIAL NOTE: For FEDERAL REGISTER citations affecting appendix A–6 to part 60, see the 
List of CFR Sections Affected, which appears in the Finding Aids section of the printed vol-
ume and at www.fdsys.gov. 

APPENDIX A–7 TO PART 60—TEST 
METHODS 19 THROUGH 25E 

Method 19—Determination of sulfur dioxide 
removal efficiency and particulate, sulfur 
dioxide and nitrogen oxides emission rates 

Method 20—Determination of nitrogen ox-
ides, sulfur dioxide, and diluent emissions 
from stationary gas turbines 

Method 21—Determination of volatile or-
ganic compound leaks 

Method 22—Visual determination of fugitive 
emissions from material sources and 
smoke emissions from flares 

Method 23—Determination of Poly-
chlorinated Dibenzo-p-Dioxins and Poly-
chlorinated Dibenzofurans From Sta-
tionary Sources 

Method 24—Determination of volatile matter 
content, water content, density, volume 
solids, and weight solids of surface coat-
ings 

Method 24A—Determination of volatile mat-
ter content and density of printing inks 
and related coatings 

Method 25—Determination of total gaseous 
nonmethane organic emissions as carbon 

Method 25A—Determination of total gaseous 
organic concentration using a flame ion-
ization analyzer 

Method 25B—Determination of total gaseous 
organic concentration using a nondisper-
sive infrared analyzer 

Method 25C—Determination of nonmethane 
organic compounds (NMOC) in MSW land-
fill gases 

Method 25D—Determination of the Volatile 
Organic Concentration of Waste Samples 

Method 25E—Determination of Vapor Phase 
Organic Concentration in Waste Samples 
The test methods in this appendix are re-

ferred to in § 60.8 (Performance Tests) and 
§ 60.11 (Compliance With Standards and 
Maintenance Requirements) of 40 CFR part 
60, subpart A (General Provisions). Specific 
uses of these test methods are described in 
the standards of performance contained in 
the subparts, beginning with Subpart D. 

Within each standard of performance, a 
section title ‘‘Test Methods and Procedures’’ 
is provided to: (1) Identify the test methods 
to be used as reference methods to the facil-
ity subject to the respective standard and (2) 
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